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INTRODUCTION

hen fitting hearing aids, there are three
guidelines that should always be followed
by the dispenser:

1. restore audibility; so that the amplified sound
is above the user’s threshold,

2. limit the output; so that the amplified signal
does not exceed the user’s discomfort level,
and

3. do no harm; so that the amplified signal is
not unintentionally or undesirably altered
by the hearing aid.

The first two of these three guidelines are obvi-
ous. The first is to present sounds above the user’s
threshold of hearing in order to create an acoustic
environment with the maximum amount of audi-
ble speech cues. The second ensures that discom-
fort level is not exceeded, so that the user does
not wince or remove the hearing aids when loud
sounds are present.

The third guideline—do no harm—is less obvi-
ous. This indicates that it is important that the
hearing aids produce no alteration of the signal
other than that which the fitter intends. This is a
subtle way of saying that, among other things,
well-fitted hearing aids should not distort the de-
sired sound. The topic of distortion is the subject
of this issue of Trends in Amplification. The inten-
tion of this issue is to explain why distortion oc-
curs in some hearing aids; to explain how distor-
tion is measured; to summarize what can be done
to prevent distortion; and to summarize the per-
ception of distortion by the hearing aid wearer.

Distortion in hearing aids can be broadly de-
fined as the generation of undesired audible com-
ponents that are present in the output, but which

82

are not present in the input. When distortion oc-
curs, hearing aids produce undesired elements at
the output through the interaction of the pro-
cessed signal with some internal non-linear mech-
anism. These undesired components may inter-
fere to some degree or other with the reception of
sound by the listener. If these added elements are
small compared to the overall signal level, they
may effectively cause no interference at all. If
they are large, they can be so disruptive to the lis-
tener that the desired sound becomes irritating or
even incomprehensible.

All audio systems inevitably contain some
amount of distortion. The practical problem for
the listener is the type of distortion that is present
and the level that is acceptable or tolerable in
hearing aids before the distortion becomes dis-
ruptive to speech intelligibility and sound quality.
It is known that highly distorted speech in quiet
can remain intelligible (Licklider, 1946); however,
as dispensers often experience, intelligibility is
not the only measure of whether or not a user will
accept and wear hearing aids. Gabrielsson and
Sjogren (1979b) have shown that overall perceived
sound quality is important to users when selecting
a hearing aid. Punch (1978) has shown that listen-
ers with mild to moderate sensorineural hearing
losses retain the same ability to make distinctions
in sound quality judgments as listeners with nor-
mal hearing. This implies that good sound quality
is as equally important and desired by listeners
with a hearing impairment as it is for listeners with
normal hearing.

Three characteristics of distortion in hearing
aids modify the sound delivered to the user:

1. the type of distortion,
2. the relative amount of distortion at different
frequencies, and
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3. the variation of distortion with different in-
put levels.

Since the most important goal for fitting hear-
ing aids is to restore or facilitate communication
ability, undistorted sound is important for opti-
mum speech intelligibility and sound quality.
However, it is important to also recognize that
there are other reasons to provide undistorted
amplification of sound. For example, undistorted
and pleasant reproduction of music may be an im-
portant sensory experience for some listeners.

This issue concentrates on different types of un-
desired modification to the waveshape of the sound,
primarily by total harmonic distortion (THD) and
intermodulation distortion (IMD). However, in a
more general sense, any undesired component
added to the sound by hearing aids is a form of
distortion. Thus, this issue also discusses sound
generated by hearing aids with no signal present
at the microphone. This artifact is more commonly
called internal noise. Internal noise fits within the
definition of distortion given earlier, since inter-
nal noise is an undesired product generated in the
output of hearing aids that is not present at the in-
put. In some cases, distortion and internal noise
are so closely linked that they cannot always be
separated into discrete entities. For example, in-
stability in the frequency and shape of the clock
pulses in a Class D output stage (often loosely
called clock jitter) results in distortion of the sig-
nal. However, this artifact may be audibly revealed
in the output sound primarily as noise, rather than
as distortion of the waveform.

According to this broad definition of distor-
tion, undesired noises such as “motorboating”
and other acoustic feedback oscillations can also
be considered to be forms of distortion. However,
acoustic feedback and other similar audible arti-
facts occurring within hearing aids will not be dis-
cussed here. These types of distortion have been
discussed in detail by Agnew (1996b) in a previ-
ous issue of Trends in Amplification.

In this issue distortion is discussed in two gen-
eral categories:

1. Undesired modification of the waveform of
the incoming sound by some mechanism oc-
curring within the hearing aids. The severity
of this effect may or may not vary with the
acoustic level of the incoming sound. This
type of audible artifact is generally what most
dispensers refer to as “distortion”. This will
be the subject of Part I of this issue, and will
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follow the definition used for distortion in
this text.

2. The production of undesired audible compo-
nents in the output sound, regardless of
whether or not there is any acoustic input
to the hearing aid. This is generally called
“noise”. This will be the subject of Part II of
this issue.

The first part of this issue discusses the causes
and effect of distortion. First, different types of
distortion are described, followed by an explana-
tion of how they are measured. This is followed
by a discussion of the sources of distortion that
may be present in hearing aids and the various
mechanisms by which distortion is created. The fi-
nal section of Part I discusses the effects of distor-
tion on the hearing aid wearer. For the reader
having difficulty understanding the technical con-
cepts in the first part of this tutorial, a good over-
view from a different perspective has been pre-
sented by Kuk (1996).

The second part of this issue discusses the causes
and effects of internal noise in hearing aids. This
part starts with a discussion of sources of internal
noise and continues with a description of methods
for the measurement of internal noise. This part
concludes with a discussion of the perception of
internal noise and its effects on the user of hear-
ing aids.

At the end of the text is an intentionally long
list of references, which is intended to serve as a
reasonably comprehensive resource for the reader
seeking further information on distortion and noise
in hearing aids.

TYPES OF DISTORTION

There are two fundamental and significant forms
of distortion that occur in hearing aids. These are
harmonic distortion (HD), usually more broadly
called total harmonic distortion (THD), and inter-
modulation distortion (IMD). Both of these result
from non-linearities in the amplifying system, and
are sometimes collectively called amplitude dis-
tortion (Langford-Smith, 1960). Harmonic distor-
tion occurs when a single frequency is presented
to the input of a hearing aid and the output con-
tains the original frequency plus additional undes-
ired frequencies that are harmonically related to
the original frequency. Intermodulation distortion
occurs when two frequencies are presented simul-
taneously to a hearing aid and the output contains
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one or more frequencies that are related to the sum
and difference of the two input frequencies.

There are other forms of distortion that may be
present in the output of hearing aids. For exam-
ple, transient intermodulation distortion (TIM) oc-
curs when a large abrupt change occurs in the
level of the input sound and creates IMD prod-
ucts in the output. Such distortions will be dis-
cussed in more detail later. However, these other
distortions are not generally perceived as readily
by a listener as the effects of THD and IMD, and
are thus not considered to be as important for this
discussion. Thus most of the discussion presented
here will center around THD and IMD.

Often confusing the understanding of distor-
tion is that there is no such thing as inherent dis-
tortion in a hearing aid. Rather, the level and type
of distortion present in the output sound deliv-
ered to the user depends on the applied test con-
ditions and the characteristics of the hearing aid
being tested (Burnett, 1967). Thus, the type and
level of input signal applied and the associated
test conditions must be carefully considered when
evaluating reported distortion performance.

One final comment should be made before ad-
dressing the details of distortion. This discussion
will treat distortion from the point of view that
distortion is an undesirable characteristic of am-
plified sound. While this is generally true for lis-
teners with normal hearing, and for those with a
mild to moderate hearing loss, it is possible that
some amount of distortion may be useful for some
listeners with severe or profound hearing losses.
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It has been theorized that distortion may increase
the perception of loudness of the signal through
the creation of additional harmonic energy and,
through these additional harmonics, may provide
additional identification cues for speech under-
standing for some listeners with hearing losses.
This viewpoint has been discussed among hearing
scientists, but there has not been an unequivocal
conclusion.

One such technique adds additional frequen-
cies to the processed sound at one-half and dou-
ble the frequencies present in the 1000 Hz to 2000
Hz range (DuPret and Lefevre, 1991). These ad-
ditional frequency components could be consid-
ered distortion under the definition used for this
discussion, because audible components are being
added to the output even though, in this case, they
are intentionally added. Although this technique
has shown promise when evaluated in wearable
devices on patients, there is only limited clinical
data available on its usefulness (Parent et al, 1997).

It may be helpful to refer to Figure 1 during the
following discussion of distortion and its measure-
ment. Figure 1 presents an overview of the three
major types of distortion measurement commonly
used for objective measurement of hearing aid
distortion, and then shows methods by which each
is accomplished.

Total Harmonic Distortion

Harmonic distortion is present when undesired
frequencies that are harmonics of an input fre-
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Figure 1. An overview of the three major types of distortion measurement commonly used for quantifying hearing
aid distortion and the methods by which each is accomplished.
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quency are created in the output. For example, if
the input is 1000 Hz, an output with harmonic dis-
tortion could contain 2000 Hz, 3000 Hz, 4000 Hz,
and other multiples (harmonics) of 1000 Hz, as
well as the original signal at 1000 Hz. The even-
numbered multiples of the fundamental (2 X 1000,
4 X 1000, 6 X 1000, etc.) are called even-order
harmonics. The odd-numbered multiples of the
fundamental (3 X 1000, 5 X 1000, 7 X 1000, etc.)
are called odd-order harmonics. The fundamen-
tal, the original frequency, is sometimes called the
first harmonic.

Figure 2 is a graph of output versus frequency
for a hearing aid with an input signal of 1000 Hz,
showing the harmonics present in the output. The
graph shows that 2nd and 3rd harmonics are
present. Numerical values for these harmonics are
listed in Table 1. The harmonic values in Table 1
may be converted to a percentage of distortion at
each harmonic frequency, as shown in the last col-
umn of the table. This conversion is made by mea-
suring or estimating how much lower the harmonic
frequency of interest is below the fundamental
frequency, and then looking up this difference in
Table 2. In Table 1 the level of the 1000 Hz fre-
quency was 89.5 dB SPL. The second harmonic,
2000 Hz, was 50.5 dB SPL. Thus, the second har-
monic is 39 dB down from (e.g., lower than) the
fundamental. Looking at Table 2, a difference of
39 dB corresponds to a distortion level of 1.1%.
Similarly, the 3rd harmonic is 47 dB down from
the fundamental, which corresponds to a distor-
tion level of 0.45%.

When considering these types of graphs, two
useful numbers that are easy to remember are
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Figure 2. Harmonic distortion components present in a
hearing aid adjusted below saturation with an input sig-
nal of 1000 Hz. This graph clearly reveals 2nd and 3rd
harmonics present at 2000 Hz and 3000 Hz, respec-
tively. Table 1 lists the corresponding numerical values
for the three output frequencies.
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Table 1. Levels of distortion present in Figure 2.

Output Level down from Level of
Frequency Level fundamental distortion
(Hz) (dB SPL) (dB) (%)
1000 89.5 — —
2000 50.5 39.0 1.10
3000 425 47.0 0.45
noise floor 29.7 59.8 equivalent
at 3500 t0 0.10
Hz

that harmonics that are 20 dB down from the fun-
damental correspond to 10% distortion, and 40
dB down correspond to 1%. As will be discussed
in the later section on the perception of distortion,
distortion below 1% is probably negligible for hear-
ing aid purposes; values above 10% are probably
audible and may be objectionable. Values between
1% and 10% are considered on a case-by-case basis.

If the fundamental frequency is filtered from
the output and all the other harmonic frequencies
are measured and summed, the resulting combi-
nation is a measure of the amount of all the har-
monic distortion present. Since all the harmonics
are summed together into one measurement, the
resulting figure is called the total harmonic distor-
tion (THD) that is present. THD is usually ex-
pressed as an (undesired) percentage of the de-
sired signal level.

The basic concept for the formula for calculat-
ing THD is:

THD = (output — fundamental)
(output)

thus,

2 2 2
+ + +...
THD(%) = 100J 2f2 2f3 2f4 -
fi+h+f+fa+. ..

where f; is the level of the fundamental and f, f3,
f4, and so forth, are the levels of the harmonics
present. Note that this calculation will also in-
clude any circuit noise that may be present. If the
levels of the harmonics are comparable to the in-
herent noise, the internal noise will be a signifi-
cant factor in the calculations.

The standard method of measuring THD in
hearing aids in the United States is according to
ANSI standard S3.22 (1996). This is a measure of
the THD present at 500 Hz with an input level of
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Table 2. Conversion from decibels below the signal level of the fundamental to percentage of distortion.

Decibels Percent Decibels Percent Decibels Percent
1 89.1 28 4.0 55 0.18
2 79.4 29 35 56 0.16
3 70.8 30 32 57 0.14
4 63.1 31 2.8 58 0.13
5 56.2 32 2.5 59 0.11
6 50.1 33 22 60 0.10
7 44.7 34 2.0 61 0.09
8 39.8 35 1.8 62 0.08
9 355 36 1.6 63 0.07

10 31.6 37 1.4 64 0.06
11 28.2 38 1.3 65 0.06
12 25.1 39 1.1 66 0.05
13 224 40 1.0 67 0.04
14 19.9 41 0.89 68 0.04
15 17.8 42 0.79 69 0.03
16 15.8 43 0.71 70 0.03
17 14.1 44 0.63 71 0.03
18 12.6 45 0.56 72 0.02
19 11.2 46 0.50 73 0.02
20 10.0 47 0.45 74 0.02
21 8.9 48 0.40 75 0.02
22 7.9 49 0.35 76 0.02
23 7.1 50 0.32 77 0.01
24 6.3 51 0.28 78 0.01
25 5.6 52 0.25 79 0.01
26 5.0 53 0.22 80 0.01
27 45 54 0.20

70 dB SPL, at 800 Hz with 70 dB SPL, and at 1600
Hz with 65 dB SPL, or at three special-purpose
frequencies with the same levels. In the event that
the frequency response curve rises 12 dB or more
between any test frequency and its second har-
monic, the test may be omitted at that particular
frequency. For example, if the frequency response
curve rises 15 dB between 500 Hz and 1000 Hz,
the distortion test at 500 Hz may be omitted.

ANSI standard S3.22 (1996) is intended to be a
quality control standard for manufacturers to test
their product, and this measurement is easy to
perform with automated equipment. An example
of results from this type of testing is shown in Fig-
ure 3, which shows a hearing aid tested according
to this standard. The results of distortion testing
at the three required frequencies are in the text
section at the top.
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Figure 3. Example of a printout from the measurement
of a hearing aid according to ANSI standard S3.22 (1996).

In countries outside the United States, the IEC
(1983a) standard method for the characterization
of the electroacoustic characteristics of hearing
aids specifies sweeping the test frequency from
200 Hz to 5000 Hz at an input level of 70 dB SPL,
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then plotting the THD content of the output at
each frequency. Examples of this type of graph
will be shown and discussed later.

One limitation of the ANSI standard S3.22
(1996) method is that it only requires tests for dis-
tortion at three frequencies. However, this is not
necessarily inappropriate, because ANSI (1996) is
intended to be a quality control standard for man-
ufacturers to test their product, not an indication
of how the hearing aid will perform on the user.

A more complete method for measuring THD
sweeps the input test frequency across the whole
range, in order to find possible distortion spikes
that could occur between the three designated
ANSI measuring frequencies. An example of a
swept-frequency THD graph is shown in Figure 4.
This graph shows the level of THD that is gener-
ated by the hearing aid between 200 Hz and 6200
Hz with an input level of 70 dB SPL. Immediately
below the graph is data gathered from the same
hearing aid according to ANSI (1996). Thus, even
though the ANSI data showed that distortion lev-
els were less than 3% at the three ANSI frequen-
cies measured, the hearing aid contained a distor-
tion peak of 12.8% at 2500 Hz. The presence of
this distortion peak could degrade the perfor-
mance of the hearing aid for the user. This fre-
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Distortion figures measured per ANSI (1996)

Frequency Percentage of THD
500 1.0
800 1.5
1600 2.5

Figure 4. Data from a hearing aid showing the mea-
sured three-frequency ANSI data, compared to a graph
showing the levels of THD that occurred as the distor-
tion was measured continuously between 200 Hz and
6200 Hz.
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quency is not routinely measured by the ANSI
test, unless the hearing aid is a special-purpose
hearing aid and requires measurement at this fre-
quency. See ANSI (1996) for further details on
the definition and measurement of special-pur-
pose hearing aids.

In general, THD measurements are meaning-
ful up to about half the upper frequency limit of
the hearing aid, which means in practice that THD
measurements are valid up to about 3000 Hz. The
reason for this is related to the limited bandwidth
of most hearing aids. Hearing aids are typically
severely limited in high frequency response above
about 6000 Hz, due to falling high frequency re-
sponse characteristics inherent in the receiver. Thus
the second harmonic of 3000 Hz and frequencies
beyond are so severely attenuated that any har-
monics present will be buried in either the mea-
surement system noise or the internal hearing aid
noise. The noise floor of a typical measurement is
shown in the graph in Figure 2. The noise floor of
the measurement, which is the wavy line between
about 30 dB and 40 dB SPL at frequencies other
than 1000, 2000 and 3000 Hz, is due to internal
noise present in the hearing aid. At 3500 Hz the
level of the noise is 29.7 dB SPL, which is 12.8 dB
lower than the harmonic signal being measured at
3000 Hz. This illustrates the point that eventually
any high frequency harmonics present will become
buried in the internal noise.

A further factor in the measurement of THD is
that the combination of 2 cm? coupler and the as-
sociated microphone that are used for hearing aid
measurements also produce severe attenuation of
the signal in the higher frequencies. This makes
reliable measurements of high frequency harmon-
ics very difficult.

Intermodulation Distortion

Intermodulation distortion is created when two
frequencies (f; and f,) are present simultaneously
at the input of the hearing aid and the output con-
tains various multiples of the sum (f,+f;) and dif-
ference (f,—f;) of these two frequencies. Thus
IMD can result in the creation of many frequen-
cies that occur across the frequency spectrum. For
example, if the input frequencies are 1000 Hz and
1200 Hz, the output might contain added distor-
tion frequencies at 200 Hz (the difference fre-
quency), 400 Hz (twice the difference frequency),
and other frequencies spaced every 200 Hz across
the spectrum. In addition, the output may contain
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2200 Hz (the sum of the frequencies), 4400 Hz
(twice the sum of the frequencies), and many
other frequencies related to the sum and differ-
ence of the input frequencies. Direct harmonics of
the frequencies may also be present at 2000 Hz
and 2400 Hz. In practice, the distortion products
of the most interest for hearing aid measurement
are the difference frequency (f,—f;) and the 3rd
order product (f, — 2f;). Distortion products higher
than third order typically rapidly decrease in in-
tensity and do not contribute significantly to the
final distortion value (Brockbank and Wass, 1945).

Because many difference frequencies at the in-
put occur within the passband of hearing aids, au-
dible IMD products tend to appear in the middle
and higher frequencies, though they may also com-
monly appear in the low frequencies. A measure-
ment of IMD is probably a more realistic measure
of hearing aid distortion than THD, since speech
and music consist of the equivalent of multiple
frequencies applied to hearing aids simultaneously,
rather than a single frequency. Cabot (1988) has
stated that this type of testing may be the most
likely to measure what the ear might hear.

Figure 5 shows how an intense high frequency
sibilant sound can overload a linear hearing aid
and produce many IMD products at lower fre-
quencies. Figure 6 is the acoustic spectrum of a
test signal that resembles an extended “...sssss...”
sound at a level equivalent to that in a spoken
word. This type of sound is often received at the
microphone at a level that is high enough to over-
drive and saturate a hearing aid. This energy is
concentrated in a band of frequencies primarily
between 3500 Hz and 8500 Hz.
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Figure 5. Output of a linear hearing aid tested with the
signal shown in Figure 6, with the test signal subtracted
in order to reveal residual products in the output. The
output shown in this graph is the resulting IMD with en-
ergy primarily in the 500 Hz to 2000 Hz region.



Distortion and Internal Noise in Hearing Aids

40
30 ¢ A A
1

20 )

QUTPUT LEVEL (dB SPL)

o b e ey
100 1000 10000
FREQUENCY (Hz)

Figure 6. Test signal consisting of a band of noise with
energy primarily between 3500 Hz and 8500 Hz, used to
simulate an extended sibilant speech sound.

Figure 5 shows the resulting output from a par-
ticular hearing aid, after the test signal has been
electronically subtracted. This graph shows that a
large amount of IMD products not present in the
input signal have been created between about 500
Hz and 2000 Hz. The level of the test signal at the
input of the hearing aid was 68 dB SPL, thus
showing that even relatively low levels of high fre-
quency energy can provide significant IMD in
some hearing aids.

This knowledge can be used in a dispenser’s of-
fice as a rough test for the presence of IMD. If a
suspect hearing aid is held fairly close to the mouth
and the word “tesssssssssst” is spoken slowly into
the microphone, the sound level on the sibilant
portion will probably be on the order of 75 to 80
dB SPL, which is enough to saturate many hear-
ing aids. If a raspy, harsh or buzzing quality is si-
multaneously heard in the output of the hearing
aid, then the hearing aid may produce the same
type of sound quality under conditions of intense
sibilant input sounds. A loud talker’s own voice
can easily reach these levels at the hearing aid mi-
crophone.

There are two primary methods for measuring
IMD in audio systems. Both methods apply two
frequencies to the input of the hearing aid and
measure the resulting distortion products at the
output. The first of these methods to be discussed
is generally not suitable for hearing aid measure-
ment. However, it is important to understand why
it is not, therefore it will be discussed briefly for
completeness.

The first standardized method of testing for
IMD in audio amplifiers is called the SMPTE (So-
ciety of Motion Picture and Television Engineers)
test. This is a test for frequency modulation (FM)
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distortion, which is sometimes incorrectly called
Doppler distortion. This type of distortion occurs
when one sound at the input modulates another.
An example of a possible situation that could
cause this problem is listening to choral music ac-
companied by a sustained low note on an organ. If
the sound reproduction quality is poor, the sound
of the voices perceived by the listener may con-
tain a wavering quality because the singing has
been modulated by the low organ note. This ex-
ample is similar to how the test is applied in prac-
tice. A low frequency of 60 Hz is applied to the
amplifier under test, along with a high test fre-
quency of 7000 Hz (Metzler, 1993). The ampli-
tude of the low frequency is applied at a level four
times higher than that of the high frequency. The
resulting distortion is measured and recorded as a
single number.

The SMPTE test for IMD is not considered
suitable for hearing aid testing (Burnett, 1967),
because the 60 Hz low frequency and the 7000 Hz
high frequency are both outside the passband (am-
plifying frequency range) of most hearing aids.
Also, if the test is performed by sweeping the high
frequency, the relationship of the amplitudes of
the low and high frequencies would vary drasti-
cally according to the frequency response of the
hearing aid, thus making the resulting measure-
ment difficult to interpret.

The other method for testing for IMD that has
been standardized in the audio industry is useful
for hearing aid measurement. The test is variously
known as the CCIF (International Telephonic
Consultative Committee) test, the twin-tone test,
the CCITT (International Telephone and Tele-
graph Consultative Committee) test, or the IHF
(Institute of High Fidelity) intermodulation dis-
tortion test. Common frequencies used for testing
audio equipment are fixed at 13 kHz and 14 kHz,
or at 19 kHz and 20 kHz (Metzler, 1993), though
frequencies from 1000 Hz to 9000 Hz with differ-
ence frequencies from 50 Hz to 500 Hz have also
been used (Langford-Smith, 1960).

As when measuring THD, a more complete
method for measuring IMD in practice is to sweep
the two input frequencies across the whole fre-
quency range, while maintaining a constant differ-
ence frequency between them. The IEC (1983a)
standard for characterizing hearing aids uses a dif-
ference frequency of 125 Hz, and sweeps the test
frequencies over a range from 350 Hz to 5000 Hz,
with an input sound level of 64 dB SPL. This small
frequency difference ensures that the frequencies
within the hearing aid will be maintained at ap-
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proximately the same level for both frequencies
while they are swept across the frequency range.
If the relative amplitudes of the two test frequen-
cies vary with respect to each other due to the
normal variations in the frequency response of
the hearing aid, errors in the measurement result
may occur. Specific techniques for the measure-
ment of IMD in hearing aids in the setting of an
acoustics laboratory are described in Thomsen
and Moller (1975) and White (1977).

Useful as the measurement and interpretation
of IMD would appear to be, the routine measure-
ment and reporting of IMD by manufacturers on
user brochures and specification sheets is not cur-
rently widespread. Hampering this is that equip-
ment incorporating the routine measurement of
IMD is not readily available for the clinician.
Also, this measurement is not required by ANSI
standard S3.22 (1996) or by IEC (1983b), which
are quality control standards intended for testing
hearing aids during manufacturing.

Other Types of Distortion

There are several other forms of distortion that
may be present in hearing aids, but which are gen-
erally of lesser practical importance than THD
and IMD. Some of these distortions are discussed
in more detail in Agnew (1988).

Frequency distortion is the unequal amplifica-
tion of different parts of the spectrum. In hearing
aids, this type of “distortion” is introduced delib-
erately as a method of compensating for hearing
loss that varies with frequency. This is sometimes
also called spectral distortion.

Phase distortion is the alteration of timing rela-
tionships between input and output, and between
different frequencies that exist simultaneously in
a particular sound. This should be distinguished
from a phase shift that is proportional to fre-
quency, and which does not cause phase distor-
tion (Langford-Smith, 1960). Phase distortion oc-
curs in almost all hearing aids due to the use of
capacitors and inductors for amplifying and tailor-
ing the frequency response in the circuitry. For
example, band-split filters, commonly used in hear-
ing aids with signal processing in two frequency
bands, produce large alterations in phase at the
cross-over frequency. Though phase relationships
between the two ears are important for localization
of sound (Batteau, 1967; Rodgers, 1981; Blauert,
1983), the significance for a listener of changes in
relative phase within a complex sound at a single
ear are uncertain. The ear may be unable to de-
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tect phase shifts in continuous tones (Scroggie,
1958), though phase is important to undistorted
reproduction of transient sounds (Langford-Smith,
1960; Moller, 1978a; 1978b). Changes in phase be-
tween harmonically-related components of a com-
plex sound can be perceived, and can change the
perception of timbre and pitch (Moore, 1982).
Phase distortion is probably not significant at fre-
quencies of interest for hearing aids (Douglas-
Young, 1981; Moore, 1982). Killion (1979) has in-
dicated that phase changes of less than 90° per oc-
tave are generally inaudible.

Transient distortion occurs when a hearing aid
or other audio system cannot respond rapidly
enough to sounds that either change very rapidly
or which have short duration, such as drums and
cymbal clashes. This type of distortion is related
to an inaccurate response to phase changes. A
typical symptom of poor transient response is an
oscillation that continues for a brief period of
time after the test signal has ceased. This is called
ringing, and causes a blurred quality to be intro-
duced into the sound, which degrades the clarity
and sharpness of transient sounds.

Crossover distortion occurs primarily in Class
B (push-pull) amplifiers. It results from a discon-
tinuity in amplification around the zero crossings
of the wave, when the amplifier switches from one
side of the Class B output to the other side. For
this reason, what are loosely called Class B ampli-
fiers in hearing aids are, in reality, Class AB am-
plifiers. This type of amplifier is not a true Class B
amplifier, but contains some forward bias as in a
Class A amplifier—hence the addition of the “A”
to create Class AB. This creates a smooth transi-
tion between the two sides of the amplifier and re-
duces crossover distortion.

Frequency Modulation (FM) distortion occurs
when a low frequency modulates a higher frequency
or frequencies. One method for testing for FM
distortion was described earlier as the SMPTE
method.

The preceding distortions are forms of distor-
tion that are static with a constant input signal.
There are also dynamic forms of distortion that
change the characteristics of the processed signal
as the input varies. For example, hearing aids may
distort the amplitude relationship between sound
levels within speech. Thus the relationship of the
relative sound levels between a loud sound (per-
haps a vowel) followed closely by a soft sound
(perhaps a consonant) is not maintained and speech
identification cues may be altered. This phenome-
non is common in compression hearing aids, which
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deliberately distort this relationship in order to fit
sounds into the residual dynamic range of a hear-
ing aid user.

Little work has been reported in the literature
to quantify the results of this type of distortion on
intelligibility and sound quality. Indications that
certain compression settings can adversely affect
the signal-to-distortion ratio (SDR) have been re-
ported by Kates (1992).

Because of space limitations, it is only possible
here to present a broad picture of distortion mea-
surement. Many specific improvements in mea-
surement techniques have been proposed. The in-
terested reader is referred for more details to
Corliss et al (1968), Leinonen et al (1977), Cordell
(1983), Skritek (1983; 1987), Thiele (1983), Small
(1986), Levitt et al (1987), Williamson et al (1987),
Schneider and Jamieson (1995), and Anderson et
al (1996).

COHERENCE

A different technique used for the measure-
ment of distortion in hearing aids is the use of co-
herence. Coherence shows the degree to which
the output from a hearing aid is correlated to the
input (ANSI, 1992). For a random noise test sig-
nal, coherence is degraded by non-linearity and
by system noise. Coherence is not degraded by
steady-state magnitude (i.e., gain) changes, be-
cause a distortionless change occurring in gain is a
linear property. Thus, in its most fundamental
sense, coherence is a measure of how well the out-
put signal of a system, such as a hearing aid, is lin-
early related to the input signal.

Coherence is reported as a dimensionless quan-
tity between 0 and 1. If the measured coherence is
0, then the output signal is completely unrelated
to the input signal. If the coherence is 1, then the
output is linearly related to the input with no cor-
rupting influences. If the coherence is between 0
and 1, then there is some amount of distortion in
the signal.

The basic formula for calculating the percent-
age of distortion from a coherence measurement
is (Preves, 1994):

100

Distortion = ._S_D_R%

where: SDR = signal-to-distortion ratio
SDR = signal-to-distortion ratio

SDR = .J(coherence)/(1 — coherence)
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The percentage of distortion for selected co-
herence values between 0 and 1, calculated by this
formula, are listed in Table 3. Note that 100% dis-
tortion occurs for a coherence value of 0.5. In
other words, for a coherence of 0.5, equal contri-
butions come from distortion and from the signal.
As the coherence value decreases below 0.5 and
approaches 0, the output signal has less and less
resemblance to the input signal. Finally, as the co-
herence value reaches 0, the input signal has been
totally degraded by the time that it appears at the
output. Further tutorial information and specific
details of hearing aid test methodology are de-
scribed in ANSI (1992), Kates (1992), and IEC
(1997).

Coherence is an overall measure of anything
that makes the output different from the input,
except for any system gain that may be present.
Thus, with one measurement of coherence it is
possible to quantify the level of all the artifacts
that cause the output to be different from the in-
put, a situation which meets the definition of dis-
tortion given in the introduction to this issue.
However, because coherence is a global measure-
ment, the results do not distinguish the individual
characteristics that make the output and input dif-
ferent. While this difference may well be due to
THD or IMD, differences may also be due to
phase shift (time delay), internal oscillations, or
internal noise. The specific nature of these differ-
ences is not clear from the measurement of coher-
ence. For example, coherence may decrease around
the frequencies of the resonant peaks in a hearing

Table 3. Percentage of distortion for selected
coherence values.

Coherence value Percentage of distortion
1.00 0
0.99 10
0.97 17
0.95 23
0.90 33
0.85 42
0.80 50
0.70 65
0.60 82
0.50 100
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aid receiver; however, this is due to differences in
group delay (phase shift) and not to what may be
traditionally considered to be distortion.

In general, for low input levels, such as 50 dB
SPL, a low coherence value in a hearing aid mea-
surement often indicates high system noise. This
may be due either to inherent noise within the
hearing aid or to external noise in the test envi-
ronment corrupting the measurement results. For
high input levels, such as 80 or 90 dB SPL, a low
coherence value often indicates that saturation
distortion is present.

Two examples of coherence measured across
frequency are shown in Figure 7. Figure 7a shows
a coherence measurement for what would gener-
ally be considered to be a “good” hearing aid. It
can be seen that the coherence is almost 1 across
the entire frequency range, particularly above about
500 Hz. This indicates a very high correlation be-
tween output and input. Figure 7b shows a coher-
ence measurement for what would generally be
considered to be a “poor” hearing aid. In the low
frequencies, particularly below about 2000 Hz,
the coherence drops to about 0.7, then drops even
further at frequencies below 1000 Hz. This indi-
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Figure 7. Example of coherence measurements from
two hearing aids.
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cates very poor correlation between output and
input in these lower frequencies. However, Figure
7b also illustrates the difficulty that may be en-
countered when interpreting coherence measure-
ments. This hearing aid had a very large decrease
in amplification in the low frequencies. This de-
crease probably resulted in a degraded signal-to-
noise ratio (SNR) in the low frequencies which, in
turn, may have resulted in the poor coherence be-
low 2000 Hz because the measurement does not
distinguish between distortion and noise.

Though a considerable amount of effort has been
expended on coherence measurements for hear-
ing aids (Dyrlund, 1989; 1992; Preves and Newton,
1989; Preves, 1990; Preves and Woodruff, 1990;
Kates, 1992; Dyrlund et al, 1994; Schneider and
Jamieson, 1995) and the ANSI S3.48 hearing aid
working group has studied the application of the
measurement in detail, the use of coherence has
been slow to be adopted by hearing aid manufac-
turers for reporting individual hearing aid data to
the dispenser.

In a similar effort to improve hearing aid dis-
tortion reporting, Kates (1990) has proposed a
measure for distortion similar to the Articulation
Index (AI). The signal-to-distortion ratio (SDR)
of the hearing aid is measured in each auditory
critical band. Each value obtained is then limited
to a lower value of 0 dB SDR and an upper value
of 30 dB SDR. The resultant set of SDR values
are summed and then divided by 30 times the
number of critical bands. The result yields a num-
ber between 0 and 1, where 0 is the poorest and 1
is the best.

SOURCES OF DISTORTION

Distortion that occurs in hearing aids may be
categorized into two different types, depending
on the level of the input signal present. The first
type is a fixed level of distortion that is present at
all levels of input, but which is primarily observed
with low levels of input. The exact input level be-
low which this may be observed will vary accord-
ing to the hearing aid undergoing measurement
and the composition of the input signal; however,
in general, “low level” in this context refers to in-
put levels that are below about 70 dB SPL. The
distortion resulting from low levels of input is in-
herent in the design and operation of the amplifier.

The second type is distortion, which occurs pri-
marily with higher levels of input (i.e. higher than
about 70 dB SPL), typically varies in measured
level with the level of the input signal. This is of-
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Figure 8. Diagram illustrating the relationship of different categories of distortion to some of the possible causes.

ten called saturation distortion because saturation
of some part of the circuit results in overload and
the generation of distortion. This type of distor-
tion is also called non-linear distortion because it
results from non-linearities in the hearing aids,
and may be called amplitude distortion or over-
load distortion, because it occurs and worsens as
the amplitude of the input signal increases. This
results in the production of high levels of THD
and IMD in the output. These generic categories of
distortion are illustrated as a diagram in Figure 8.

Distortion Caused by Low-level Inputs

Due to inherent limitations in hearing aid cir-
cuits and transducers, some small percentage of
distortion normally occurs in most hearing aids.
This is known and accepted by hearing aid design-
ers, fitters and users. This distortion may have sev-
eral causes, from slight inaccuracies in the matching
and linearity of components to minor electrome-
chanical non-linearities in receivers. In Class A
circuits distortion may occur due to non-linearities
and output loading effects. In Class B circuits dis-
tortion may occur due to cross-over distortion. In
Class D circuits distortion may arise from clock
jitter. Due to non-linearities in electromechanical
operation, hearing aid receivers produce inherent
distortion. All these contributions to overall dis-
tortion usually result in less than 5% THD and IMD
across the frequency spectrum. This low level of

distortion is typically unnoticed by the user and
has no significant effect on hearing aid use.

Objectionable levels of distortion in hearing
aids with low level inputs are primarily caused by
two mechanisms: inadequate design or hearing
aid failure. Distortion due to poor design is rare in
modern hearing aids. Occurrence of this problem
may be easily observed by performing a distortion
frequency sweep, as shown in Figure 4.

A more likely cause for persistent objection-
able distortion in hearing aids with low levels in-
puts is that some component in the hearing aid
has failed, or that the hearing aid has been dam-
aged. For example, accidentally dropping a hear-
ing aid onto a hard surface, such as a tiled floor,
may damage the receiver and produce levels of
distortion that are higher than normal. Typically
this type of problem is not a subtle effect, but re-
sults in large and very noticeable increases in dis-
tortion. This distortion will most likely be present
with all inputs, all the time. A diagnosis can easily
be made by performing standard distortion tests.
The obvious solution is to return the hearing aid
for repair.

Fully digital hearing aids may have additional
potential sources of low-level distortion, such as
A/D converter non-linearities, aliasing, clock in-
stability, quantization errors, quantization noise
and phase distortion (Pohlmann, 1992). To date,
very little work has been performed to determine
how significant these sources of distortion will be
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to the user with a hearing impairment. Those read-
ers who are unfamiliar with digital signal process-
ing (DSP) in hearing aids may wish to refer to
Levitt (1987), Staab (1990), Williamson and Punch
(1990), Agnew (1991), and Murray and Hansen
(1992) for comprehensive background informa-
tion. General information on digital signal process-
ing at a reasonably-readable technical level for
the non-technical reader may be found in Bloom
(1985) and Pohlmann (1991, 1992).

Distortion Caused by High-level Inputs

Distortion that occurs with low-level inputs is
usually reduced to a minimum by the hearing aid
circuit designer, and is not usually a particular
problem. A more significant type of distortion oc-
curs when high levels of input are presented to the
hearing aid. This type of distortion is often not
constant, but varies with the level of the input,
typically becoming more severe with higher levels
of input. This problem is due to saturation distor-
tion, named because some internal part of the
hearing aid has saturated and overloaded.

This phenomenon is also known as peak-clip-
ping, as illustrated in Figure 9. An undistorted
sine wave is shown in Figure 9a. Figure 9b and 9c
show the effects of peak-clipping on a sine wave.
Figure 9b shows clipping on one half of the sine
wave; this is called asymmetrical peak clipping. Fig-
ure 9¢ shows equal clipping on both halves of the
sine wave; this is called symmetrical peak clipping.

Peak-clipping is used deliberately as a simple
and inexpensive method of limiting the output of
a hearing aid in response to loud sounds. The
threshold of the clipping is set such that the peaks
of the amplified waves are cut off, or clipped, as
shown in Figure 9c at a level that produces the de-
sired lowered acoustic output. Hawkins and Nai-
doo (1993), reporting on a survey of hearing aid
manufacturers stated that, in 1990, 82% of the
hearing aids sold in the United States used peak-
clipping as a method of output limitation.

The side-effect of peak clipping as a form of
output limitation is the production of THD and
IMD. Because of the deleterious effects of this on
sound quality, it has also been half-humorously
called “crummy” peak clipping. Revit (1994) has
described how a lack of smoothness in the appear-
ance of the family of hearing aid output curves
obtained by varying the input level of composite
noise between 50 dB SPL and 80 dB SPL, in 10
dB steps, may be used to indicate the presence of
peak-clipping in linear hearing aids.
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Figure 9. The effects of peak clipping on a sine wave.

An example of the increase in distortion that
may occur when a hearing aid saturates is illus-
trated in Figure 10a. This graph shows output ver-
sus frequency for the same hearing aid that was
shown below saturation in Figure 2. The corre-
sponding numerical results are shown in Table 4.
The graph shows large increases in the levels of
the 2nd and 3rd harmonics and the corresponding
distortion. The 4th through the 9th harmonics have
now appeared on the graph, though the distortion
figures in Table 4 indicate that the 5th through the
9th harmonics are effectively negligible because
they are so small. Figure 10a shows the harmonic
distortion products for the condition under which
the hearing aid was driven slightly into saturation.
In Figure 10b, the hearing aid was driven further
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Figure 10. Graph of output versus frequency for the
hearing aid measured in Figure 2, showing HD present
when the hearing aid was driven into saturation.

into saturation by increasing the level of the input
signal. In this instance, the level of the 2nd har-
monic has increased, but the levels of the 3rd and
4th have decreased. The other harmonics may be
neglected. The difference between 10a and 10b
shows that types and levels of harmonic distortion
products, even during saturation, can vary widely.

As will be discussed further in the section on
the perception of distortion, the presence and rel-
ative levels of different harmonics contribute to the
perception of the annoyance of the distorted sound.
Even though Figure 10b shows measurements with
the hearing aid further into saturation than does
Figure 10a and shows a higher level of second har-
monic distortion to be present, the perception of
the condition in Figure 10a may actually be worse
for a listener, due to the higher level of third har-
monic present.

Saturation distortion occurs primarily because
there is only a limited amount of amplification that
can be obtained from the battery used to power
hearing aids. At some combination of input level
and amplification, something in the hearing aid,
either microphone, amplifier, or receiver, reaches
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Table 4. Levels of distortion present in
Figures 10a and 10b.
Level
Output down from Level of
Frequency level fudnamental distortion
(Hz) (dB SPL) (dB) (%)
Figure 10a
1000 101 — -
2000 87 14 19.90
3000 75 26 5.00
4000 71 30 3.20
5000 57 44 0.63
6000 60 41 0.89
7000 42 59 0.11
8000 31 70 0.03
9000 19 82 0.01
Figure 10b

1000 102 — —
2000 92 10 31.60
3000 65 37 1.40
4000 68 34 2.00
5000 61 41 0.89
6000 61 41 0.89
7000 43 59 0.11
8000 41 61 0.09
9000 31 71 0.03

the limit of what it can amplify and deliver to the
ear without distortion. Overload can occur at any
stage in the hearing aid.

Contemporary microphones in hearing aids op-
erate with very low distortion in the range of sound
levels typically present in the environment. Dis-
tortion figures on the order of less than 0.5% are
typical for electret microphones with an input fre-
quency of 1000 Hz at 60 dB SPL. Distortion levels
remain on the order of 1% up to about 105 dB
SPL input, then increase to about 10% by 120 dB
SPL. Coherence typically remains essentially 1 up
to about 110 dB SPL input with a broadband noise
input signal. Even though these levels are higher
than those required to reproduce the normal range
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of speech, it is not unusual for other sounds ex-
ceeding speech to occur commonly in listener’s
environment. Table 5 illustrates some of the high
levels of sound that may be encountered in house-
hold environments. Teder (1995) measured crowd
noise at a baseball game to be as high as 120 dB
SPL. Peaks of orchestral music may reach 120-125
dB SPL.

A linear preamplifier is limited in the amount
of amplification that it can provide without distor-
tion by its supply voltage. If the amount of gain
present in the amplifier causes the signal at the
output of a Class A preamplifier to exceed this
limit, it will overload, saturate and distort when
the input signal is increased beyond the level that
exceeds the signal swing limitation.

Similar to the overload and distortion in the
preamplifier that occurs as the input signal in-
creases, the electrical interaction of the output
amplifier and receiver can also produce signifi-
cant distortion if the input level to the amplifier is
high enough. The level where saturation will oc-

Table 5. Levels of loud sounds commonly
encountered in everyday environments.

Common kitchen sounds (compiled from Teder, 1995)

Source Peak sound level (dB SPL)
Cupboard door closing 84
Pots and pans put in cupboard 89
Setting plate in sink 91
Dropped pot lid 102
Fork dropped on plate 104
Spoon tapped on cup 104

Common environmental sounds (Agnew, 1995)

Source Peak sound level (dB SPL)
Electric hair dryer (slow setting) 82-88
Conversational speech 85-90

Man’s electric shaver 89

Electric hair dryer (fast setting) 90-98

3/8" electric drill in wood 95
Gasoline-powered lawn mower 105

7" circular saw cutting wood 110

Hammer driving nail in wood 125-135
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cur is determined by the type and design of the
output amplifier and receiver that are specified by
the hearing aid designer. A Class A output stage
can produce a voltage swing of slightly less than
two times the battery voltage (Agnew et al, 1997).
A Class B output amplifier can produce a swing of
four times the battery voltage. This is one reason
that a Class B amplifier is typically used for high-
power hearing aids, because it is possible to ob-
tain twice the output voltage swing for a given in-
put than from a Class A amplifier.

An erroneous assumption that is often made is
that low distortion amplification may be achieved
up to the maximum SSPL90 value of a hearing
aid. (Note that the term SSPL90 has been re-
placed by the newer term OSPL90 in ANSI stan-
dard S3.22 (1996) in order to harmonize with IEC
(1983b) specifications; however, the older term
SSPLI0 will be retained in this issue due to wide-
spread contemporary usage). The value for SSPL90
defines the maximum level of hearing aid output
with a 90 dB SPL input; however, this is not nec-
essarily either the maximum output of the hearing
aid, or the point of the onset of distortion. Maxi-
mum output of a hearing aid may occur a few
decibels above the maximum SSPL90 value if the
input signal is greater than 90 dB SPL, and may
occur below this value at different frequencies.
The test signal of 90 dB SPL input is used as a
convenient and consistent input value for testing a
hearing aid for quality control purposes, which is
the intent of ANSI Standard S3.22 (1996).

Amplifier Headroom

Saturation distortion basically occurs because
of a lack of headroom in hearing aids. In sound
system engineering, headroom is defined as the
difference, in decibels, between the highest ampli-
fied level present in a given output signal and the
maximum output level that the system can pro-
duce without noticeable distortion (White, 1993).
This maximum level is the upper end of the dy-
namic range of the amplifying system (Foreman,
1987). High quality audio amplifiers are capable
of being designed to have minimal distortion until
clipping occurs due to saturation, because of the
ready availability of high enough voltages from
the power supply.

Headroom and distortion level definitions are
more complex in a hearing aid because significant
distortion occurs in most Class A and Class D
hearing aid output stages below the hearing aid
saturation level. Thus, it is more appropriate to
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say that hearing aid amplifier headroom is the
amount of amplification range remaining between
the instantaneous signal output level and the max-
imum undistorted output capability of the hearing
aid, bearing in mind that this maximum undistorted
output level varies with frequency and is not nec-
essarily the SSPLI0 value of the hearing aid.

Though saturation and distortion do not neces-
sarily only occur in the output stage, the onset of
receiver saturation is often assumed to be the
SSPL90 value of the hearing aid. However, the
onset of distortion does not necessarily occur at
this value. The onset of distortion in a linear hear-
ing aid usually occurs below the values plotted in
the SSPL90 graph and the amount of distortion
usually varies with frequency. An example illus-
trating this is shown in Figure 11. The solid black
line is the SSPLY0 curve of a typical linear ITE
hearing aid with a Class A output amplifier stage.
This hearing aid had 40 dB of peak gain, a peak
SSPL90 of 108 dB SPL, and a rising frequency re-
sponse curve of about 12 dB from 500 Hz to the
first peak at 1500 Hz. The dashed line is the out-
put level of the hearing aid at which 10% distor-
tion occurs. From 200 Hz to about 1000 Hz, this
level is about 6 dB to 8 dB lower than the SSPL90
curve. At 2000 Hz, the 10% distortion level is only
about 2 dB below the SSPL90 value. Thus low fre-
quency sounds will tend to saturate this hearing
aid sooner than will high frequency sounds, and
will therefore produce harmonic distortion com-
ponents that spread upwards into the higher fre-
quencies.

Linear hearing aids with Class D output stages
have been presented as having more headroom,
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Figure 11. Graph showing the SSPL90 of a hearing aid
(black line), and the output level (dashed line) at which
10% distortion occurred.
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and thus lower distortion, than linear hearing aids
with Class A output stages. The maximum voltage
swing across the receiver in a linear Class A or
Class D output amplifier is approximately twice
the voltage available from the battery. In both
types of output stage there are some losses of out-
put drive capability due to finite resistances in the
output transistors that do not allow the use of the
full battery voltage to drive the receiver (Grebene,
1984). However, due to different concepts used to
drive the receiver in the two types of output stage,
the levels of the output signal that may be ob-
tained without appreciable distortion also differ.

Depending on the receiver and the design of
the output stage, an empirical rule-of-thumb is
that the voltage swing that appears across the re-
ceiver without appreciable distortion in a linear
Class D output stage is approximately 3 dB less
than twice the full battery voltage. Beyond this
point the levels of distortion rise very rapidly. In a
linear Class A output stage, similar empirical find-
ings are that the maximum undistorted voltage
swing across the receiver is approximately 6 dB
less than twice the battery voltage. Therefore the
difference between Class A and Class D maxi-
mum undistorted voltage swing across the re-
ceiver is approximately 3 dB, when using receiv-
ers of the same type and impedance (Agnew et al,
1997). Thus, when configured to produce the same
SSPL90, a Class D output stage will have approxi-
mately 3 dB more headroom than will the equiva-
lent Class A output stage, and the Class D will not
reach the same distortion levels as the equivalent
Class A output stage until a 3 dB higher output
level is achieved.

Agnew et al (1997) showed that, for low and
medium level input signals, both Class A and
Class D output stages can perform equally well.
As will be discussed further in the section on the
perception of distortion, Palmer et al (1995) noted
that when the design of the Class A amplifier that
they tested was changed to increase the current
drive through the receiver, comparable sound qual-
ity performance of the Class A circuit to the Class
D circuit was obtained with no obvious audible dif-
ference. Johnson and Killion (1994) have stated
that “all other things being equal, competently
designed amplifiers of any class cannot be distin-
guished from one another on the basis of even the
most careful listening tests”.

Because the headroom phenomenon is notice-
able at levels approaching maximum amplifica-
tion and output, it is only for higher input levels
that the Class A circuit will distort sooner than
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the Class D circuit with equivalent SSPL90. In
other words, there is additional headroom avail-
able in the Class D circuit. When either output
stage amplifies the signal close to the saturation
level, either hearing aid will distort, whether the
output stage is a Class A or Class D.

It is important to recognize that this discussion
relates to Class A and Class D output stages with
equal SSPLI0 values, and to understand how this
relates to the amount of headroom available in
both. Inadequate headroom in any hearing aid can
result from high gain with a low SSPL90, a combi-
nation that causes clipping and other types of non-
linear distortion at high input levels (Palmer et al,
1995). Increased headroom reduces the generation
of these distortion products that degrade the co-
herence and sound quality of a hearing aid (Preves,
1990). However, the specific value of SSPLI0 is
set primarily by the receiver type and the configu-
ration of the output stage chosen by the design
engineer, not by the generic type of output stage.
In practice, a hearing aid with a Class D or a Class
A output stage will have the combination of SSPL90
and gain that the circuit designer chooses. This
could include a combination of high gain and high
SSPL90, low gain and low SSPL90, low gain and
high SSPL90, or high gain and low SSPL90, though
it is unlikely that this last combination would be
found in an appropriately-fitted hearing aid.

There is also another important factor in this
discussion that should not be overlooked: a Class
D amplifier is inherently more efficient than a
Class A amplifier (Carlson, 1988). Thus, for a par-
ticular SSPL90, a hearing aid with a Class D out-
put stage will typically draw less current than an
equivalent hearing aid with a Class A output stage.
Agnew et al (1997) studied the sound quality per-
formance of a hearing aid with a Class A output
stage with 1.2 mA of current drain. These research-
ers found equivalent distortion performance was
obtained with a hearing aid with a Class D output
stage that had an idle current drain of 0.27 mA,
increasing to a current drain of 0.51 mA at 90 dB
SPL input (Agnew et al, 1997). Depending on the
design, a Class D amplifier may dissipate as little
as one-fourth the power of a Class AB design for
the same output power (Subbarao, 1974).

Preves and Woodruff (1990) have presented an
example of how increasing the headroom can im-
prove coherence measurements in linear hearing
aids. They compared a linear hearing aid with a
Class A output stage with 35 dB of peak gain and
an HFA SSPL90 of 103 dB (hearing aid A) to one
that had a different linear amplifier, and a Class D
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output stage and receiver that provided 40 dB of
peak gain and an HFA SSPL90 of 117 dB (hear-
ing aid B). They showed that coherence measure-
ments were improved for hearing aid B with the
higher SSPL90 value. Hearing aid B used a Class
D output stage; however, the same experiment
could have been performed by comparing two
Class A output stages with different SSPLI0 val-
ues configured to provide increased headroom in
one of them. The outcome was not necessarily the
comparison between Class A and Class D, but
that hearing aid B had increased headroom due to
a different amplifier and a different receiver. The
result was a higher HFA SSPL90 for hearing aid
B than for hearing aid A, thus the higher head-
room produced lower distortion in hearing aid B
than in hearing aid A.

Preves and Newton (1989), and Preves and
Woodruff (1990) have presented expanded expla-
nations of the concept of headroom and the dis-
tortion problems that can occur in hearing aids
due to the lack of headroom.

Multiple Input Levels for Distortion Testing

Since a hearing aid user may enter many differ-
ent acoustic environments, it is important to char-
acterize hearing aid distortion performance with
different input levels. A range of sound levels may
be encountered from soft conversational speech
(60 dB SPL), through average speech (70 dB SPL)
and intense speech (80 dB SPL), to shouted speech
and loud music (90 dB SPL). Thus it is important
to determine hearing aid distortion performance
across a range of these levels.

Though it would seem that distortion would
not be present during normal speech communica-
tion, since conversational speech occurs at an av-
erage level of around 65 dB SPL, peaks in speech
occur at 12 dB to 20 dB above this average level.
This potential peak level of 85 dB SPL can quickly
drive a hearing aid amplifier into saturation and
produce distortion. In addition, many other com-
mon sounds in the environment occur at levels of
greater than 85 dB SPL, as shown in Table 5.

Hearing aids that have the same specifications
when measured according to ANSI S3.22 (1996)
may have very different distortion performance
when the input levels are varied. (Note that this is
not necessarily a shortcoming of the standard;
ANSI standard S3.22 (1996) is intended to be a
quality control standard for manufacturers to test
their product, not as an indication of how the
hearing aid will perform on the user). Thus, one
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method used to comprehensively characterize the
distortion performance of a hearing aid is to per-
form swept measurements of THD and IMD at
levels of 60, 70, 80 and 90 dB SPL input. Agnew
(1994) has described measurements made on three
different hearing aids that had the same specifica-
tions and which exhibited low levels of distortion
when measured according to ANSI test methods.
Distortion performance was very similar for the
three hearing aids with a test input level of 60 dB
SPL. However, the three aids had significantly dif-
ferent levels of distortion when tested with a swept
frequency at 75 dB SPL input. One aid contained
a distortion peak of 27%, as compared to the other
two which peaked respectively at 7% and 17%.

Graphs obtained from THD measurement of
these three hearing aids are shown in Figure 12.
Figure 12a shows a comparison of THD graphs
measured with 70 dB SPL input level. Under this
condition, all three hearing aids exhibited similar
low distortion performance. However, when mea-
sured with 80 dB SPL input level with no adjust-
ment to the hearing aids, hearing aid #1 exhibited
significantly lower levels of THD than did hearing
aids #2 and #3, as shown in Figure 12b.

A further example of graphs obtained from
hearing aid measurements with different input
levels is shown in Figure 13a and 13b. Figure 13a
shows swept-frequency THD measurements made
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on a linear hearing aid with 60, 70, 80 and 90 dB
SPL input. With 60 dB and 70 dB SPL input, the
distortion levels are low, being less than 2% across
most of the frequency range. However, with 80
dB SPL input, the distortion suddenly rises, peak-
ing at over 50% at 900 Hz. With 90 dB SPL input,
the distortion is 100% at 1300 Hz. These results
indicate that it is probable that, at some input
level between 70 dB and 80 dB SPL, some part of
the hearing aid amplifier has saturated, thus re-
sulting in a rapid increase in measured distortion.
Similar performance is observed in Figure 13b,
which shows swept-frequency IMD measurements
on the same hearing aid with 60, 70, 80 and 90 dB
SPL input and a 200 Hz separation of the test fre-
quencies.

Reduction of Saturation Distortion

One solution to the amplifier saturation prob-
lem is to limit the amplifier gain in various stages
with the use of compression, such that the pro-
cessed signal never exceeds the amplifier limits
of gain, battery voltage, output amplifier and re-
ceiver. For example, if the appropriate compres-
sion is added to the preamplifier and output am-
plifier circuits, these circuits will operate in the
linear region until the limit of undistorted amplifi-
cation is approached, then the circuitry will limit
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(b) when measured with 80 dB SPL input level, hearing aid #1 exhibits significantly lower levels of THD than hearing aids #2 and #3.
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Figure 12. Graphs of a comparison of THD on a scale of 0% to 50% measured on three hearing aids, showing the
difference in distortion levels that were obtained when measured with two different input levels.
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Figure 13. An example of graphs of the results of
swept-frequency measurements for a linear hearing aid,
using input levels of 60, 70, 80 and 90 dB SPL input.

the available gain to the maximum that can be
achieved without distortion (Agnew, 1997a).
Agnew (1995) has presented data that com-
pared three hearing aids: a linear hearing aid, a
hearing aid with input compression, and a hearing
aid with multiple compression functions config-
ured to prevent saturation. Swept-frequency THD
graphs at 60 and 70 dB SPL input showed that the
distortion performance was similar for all three
circuits, and was very low (only about 2% or 3%
at maximum). However, with 80 and 90 dB SPL
input the distortion performance diverged consid-
erably. With 80 dB SPL input the linear hearing
aid peaked at 50% distortion, and with 90 dB SPL
input was well over 50%. Distortion in the hear-
ing aid with input compression peaked at about
20% with 80 dB SPL input and about 40% with 90
dB SPL input. Thus the use of input compression
lowered the distortion compared to the linear
hearing aid. The hearing aid with the circuitry to
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prevent saturation was superior in distortion per-
formance to both the linear hearing aid and the
hearing aid with input compression, and maintained
the measured distortion levels consistently at less
than 5% for all input levels.

THE PERCEPTION OF DISTORTION

It is difficult to state definitively which type of
distortion is perceived by a listener as being worst;
however, it is recognized that most of the unpleas-
ant sound quality that occurs when distortion is
present in an audio system is due to the presence
of IMD, and not THD (Scroggie, 1954; Thomsen
and Moller, 1975). IMD typically generates disso-
nant frequencies, or ones that are not pleasantly
related to musical intervals. Thus, IMD is often
considered strident and more objectionable to lis-
teners than are THD products (Durrant and Lov-
rinic, 1984). Also, a given non-linearity in a sys-
tem will typically result in more IMD components
being produced, and ones that are often higher in
amplitude than the THD present (Thomsen and
Moller, 1975). Schweitzer et al (1977) have ex-
pressed a belief that IMD is equal to or more im-
portant than THD for specifying hearing aid per-
formance and suggested that the presence of IMD
is a pronounced possibility in every spoken syllable.

The audible perception of IMD has been de-
scribed as making the sound quality of the signal
as “blurred”, “fuzzy”, “tinny”, “harsh”, “rattling”,
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“shrill”, “mushy”, “raucous”, “muddy”, “grating”,
“rasping”, “buzzing” and “rough” (Scroggie, 1958;
Langford-Smith, 1960). Though sound containing
IMD products may be intelligible to a hearing aid
user, listening to these objectionable-sounding
components of IMD for long periods of time may
lead to auditory fatigue (Ashley, 1976).

Fortune et al (1991) showed that linear hearing
aids that generate saturation distortion produce a
lower loudness discomfort level (LDL) than hear-
ing aids with a high enough headroom to reduce
saturation distortion. These authors contend that,
to combat this, wearers of these hearing aids may
turn down the gain of their aids to the point of re-
ceiving inadequate gain for beneficial amplification.

Levels of THD in a hearing aid of less than ap-
proximately 10% may often not be perceived as
audible or particularly objectionable (Killion, 1979;
Dillon and Macrae, 1984; Agnew, 1988; Cole 1993).
There are two possible reasons for this. One is
that, by definition, THD products in the output
are harmonically-related to the input frequencies.
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The second harmonic of a frequency is twice the
frequency, or one octave above that frequency.
Tones an octave apart sound very similar in pitch
(Handel, 1993), and the ear tolerates a fairly large
percentage of the second harmonic frequency in a
sound before its presence becomes objectionable
(Scroggie, 1958). Indeed, it is precisely because of
the presence of these harmonic relationships in
sound that music and voices have a rich-sounding
timbre. The second possible reason that low levels
of harmonic distortion in hearing aids may not be
particularly objectionable is that many of the har-
monic products fall above the passband of the
hearing aid and are not audible.

The Effect of Distortion on Sound
Quality Judgments

Though distorted sounds may remain highly in-
telligible (Licklider, 1946), the distortion present
may severely degrade a listener’s perception of
sound quality. Criteria used in judgments of sound
quality are commonly based on those of Gabriels-
son (Gabrielsson and Sjogren, 1979a; 1979b; Gab-
rielsson and Lindstrom, 1985; Gabrielsson et al,
1988). These sound quality judgments are based
on a 10 point scale of descriptors, such as clarity,
fullness and spaciousness, using contrasts such as
sharpness/softness, fullness/thinness and brightness/
dullness (Gabrielsson and Sjogren, 1979a; 1979b;
Gabrielsson and Lindstrom, 1985; Gabrielsson et
al, 1988). Examples of scales used to record sub-
ject responses are shown in Figure 14. Gabriels-
son and Sjogren (1979b) found that there was
good agreement between the sound quality per-
ception of hearing aid users and similar sound qual-

CLARITY
VERY RATHER RATHER VERY
UNCLEAR ~ UNCLEAR  MIDWAY CLEAR CLEAR
| | | | | | | | | | |
| I I | I T 1 1 T 1
0 1 2 3 4 5 6 7 8 9 10
MIN MAX
FULLNESS
VERY RATHER RATHER VERY
THIN THIN MIDWAY FULL FULL
1 ] ] ] ] I ] ] ] ]
I I T T T I I I I I 1
0 1 2 3 4 5 6 7 8 9 10
MIN MAX

Figure 14. Examples of scales used to record subject re-
sponses in sound quality testing.
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ity experiments using sound engineers and normal
listeners as subjects.

Punch et al (1980) found that there was a high
correlation between the low cut-off frequency of
the amplified spectrum and the perceived sound
quality. The lower cut-off frequencies were pre-
ferred by their subjects. Similarly, Franks (1982)
found that though subjects with hearing impair-
ments were not able to detect or appreciate the
high frequency components of music, low fre-
quencies were perceived and appreciated.

Yanick (1977), reporting on the results from 12
subjects wearing hearing aids with and without
transient intermodulation distortion, concluded
that the hearing aid amplifier which minimized
distortion was consistently more effective in im-
proving the clarity of speech sounds. Witter and
Goldstein (1971), using 30 listeners with normal
hearing to compare frequency response, THD,
IMD and transient response, concluded that tran-
sient response was the best predictor of the lis-
tener’s judgments of sound quality.

Kates and Kozma-Spytek (1994), studying the
responses of eight listeners with normal hearing,
showed that speech quality was significantly af-
fected by peak-clipping. They went on to propose
good sound quality as a design goal for hearing
aids because of the ability of their subjects to de-
tect small amounts of distortion and the signifi-
cant effect of peak-clipping on speech quality.
Hence these authors concluded that clipping dis-
tortion should be minimized in all stages of a
hearing instrument. Van Tasell and Crain (1992),
in a study of adaptive frequency response hearing
aids, suggested completely avoiding peak-clipping
as a method of output limitation. Hawkins and
Naidoo (1993) studied 12 subjects with mild-to-
moderate hearing loss and found that the subjects
preferred the sound quality and clarity of com-
pression limiting as a method of output reduction,
as compared to asymmetrical peak clipping.

Several studies have reported on distortion rel-
ative to different types of output stages used in
hearing aids. Kochkin and Ballad (1991) reported
that participants in a focus group study and 110
participants in listening tests at a trade show ex-
hibit felt that a Class D output stage used pro-
duced higher sound quality than a Class A output
stage. This difference was theorized to be the re-
sult of the higher headroom available in the hear-
ing aids with the Class D output stage (Longwell
and Gawinski, 1992). However, electroacoustic
data on the hearing aids were not reported and to
properly evaluate these results it is important to
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know if the test devices had identical gain, fre-
quency responses, saturation levels and peak fre-
quencies (Johnson and Killion, 1994).

Agnew (1997a) compared the perception of
sound quality of seventeen listeners with hearing
impairments using hearing aids with a Class D
output stage that contained circuitry to prevent
saturation distortion to linear hearing aids with a
Class D output stage that were allowed to amplify
into saturation. The stimuli used were a female
talker, orchestral music and solo piano music pre-
sented at input levels of 60, 80 and 90 dB SPL. For
60 dB SPL input, when the measured distortion
was low, there appeared to be no particular pref-
erence for either hearing aid and the differences
noted were not statistically significant. For 80 dB
SPL and 90 dB SPL inputs the listeners preferred
the sound quality of the hearing aid with the anti-
saturation compression, which had significantly
lower distortion than the standard hearing aid. At
these higher input levels the results were found to
be statistically significant.

Agnew and Mayhugh (1997) reported on the
results of a perception study using fourteen listen-
ers with normal hearing to determine if it was pos-
sible to perceive distortion differences between a
linear hearing aid with a Class D output stage and
a linear hearing aid with a Class D output stage and
identical ANSI specifications, but with compres-
sion added to minimize saturation distortion. The
stimuli used were recordings made through the
hearing aids with different input levels, then equal-
ized to remove the effects of loudness on the per-
ceived judgments. In three-alternative forced-choice
trials, the listeners consistently correctly identified
the hearing aid with the higher measured distortion.

Palmer et al (1995) reported on sound quality
judgments obtained during a comparison of hear-
ing aids with a starved Class A output stage to
hearing aids with a Class D output stage. The
term “starved” in this context was used to indicate
a Class A output stage that was deliberately bi-
ased for a low current drain and was thereby inad-
equate to minimize distortion. The subjects rated
the Class D circuit as having superior sound qual-
ity. Palmer et al (1995) noted, however, that this
study was not intended to compare Class D and
Class A amplifiers, but to compare a Class D out-
put stage to a “starved” Class A output stage. The
authors also noted that when the biasing of the
Class A amplifier was changed such that the cur-
rent drain was significantly increased, performance
of the Class A circuit comparable to the Class D
was obtained with no obvious audible difference.
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Agnew et al (1997) studied the relationship be-
tween headroom and perceived sound quality mea-
sures for a Class A output stage compared to a Class
D output stage with the same measured SSPL90
value. Measured THD and IMD levels were ap-
proximately the same for both output stages at
low input levels; however, at higher input levels,
the output stage with lower headroom produced
higher distortion. When the hearing aids were
matched to have equal SSPL90, the hearing aid
with the Class A output stage produced higher
levels of distortion than the Class D output stage,
particularly for input levels of 75 dB SPL and 90
dB SPL. When the SSPLI0 of the hearing aid with
the Class A output stage was raised 4 dB over that
of the Class D in order to provide equivalent head-
room in the two output stages, the Class D circuit
had higher levels of distortion than the Class A
circuit. Subjective preferences of sound quality
obtained from four hearing aid wearers coincided
with the trends in objective electroacoustic mea-
surements of THD and IMD made for both con-
ditions. There was generally a preference for the
hearing aid circuit that exhibited lower distortion,
particularly with high input levels.

Though these studies reported in the literature
show a link between increasing distortion and a
perception of decreased sound quality, a defini-
tive correlation has not yet been shown. For ex-
ample, the study of Agnew et al (1997) showed
that even though the distortion was lower for the
Class D than for the Class A circuit under the
same conditions, there was a subjective prefer-
ence for the Class A. Trends observed in the data
indicated that there are also apparently other sub-
tle features to sound quality perception that were
not quantified by the sound quality rating scales
used in this study, and which made a definite link
between the distortion measurements and the sound
quality perceptions in this study inconclusive.

The Effect of Distortion on Speech Intelligibility

There have also been attempts to link increased
hearing aid distortion to reduced speech intelligi-
bility. However, a clear-cut link between hearing
aid distortion and intelligibility has not yet been
established (Peters and Burkhard, 1968; Curran,
1974; Williamson et al, 1987). This is probably be-
cause speech is highly redundant and a highly dis-
ruptive combination of corrupting influences must
be present in the signal, the hearing mechanism
and the hearing aid before intelligibility is signifi-
cantly degraded.
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The classic study of intelligibility and distortion
was performed by Licklider (1946), who found
that severely clipped and distorted speech remained
highly intelligible for young adults with normal
hearing. Though distorted speech remained intel-
ligible for tests of speech reception in quiet with
these listeners, intelligibility was reduced for tests
performed with an ambient noise background,
due to intermodulation effects between the speech
and the noise. The author also stated that most
types of noise, especially those with intense low-
frequency components, have a severely detrimen-
tal effect on intelligibility.

Bode and Kasten (1971), studying 34 normal-
hearing listeners under conditions of varying
distortion, showed that consonant identification
decreased by 15% to 29% as distortion levels in-
creased. The introduction of moderate levels of
distortion alone did not significantly decrease in-
telligibility. However, when combined with back-
ground noise and with the bandwidth reduced to
simulate a hearing aid circuit, increasing levels of
THD affected speech recognition scores, particu-
larly the identification of final consonants. La-
Croix et al (1979) found that minimal levels of dis-
tortion, when combined with low-pass filtered
sound, caused statistically-significant marked de-
creases in speech comprehension.

Krebs (1972) quoted a study by Hartman that
showed that a level of 30% THD significantly re-
duced sentence intelligibility as compared to the
no-distortion condition for a group of subjects
with sensorineural hearing loss.

Singer (1981) showed that the addition of 12%
and 30% of IMD under several conditions degraded
speech intelligibility by an average of 6.7%. The
authors felt that this was due to a masking effect,
particularly on the second formant of the test words.

LaCroix et al (1979) performed speech intelli-
gibility tests using test signal disruptions of low-
pass filtering, time compression, temporal inter-
ruption and masking by speech-shaped noise on
young men with normal hearing. They found that
each of these distortions decreased speech com-
prehension and, if all the distortions were present
simultaneously, the decrease was significantly ex-
tended.

Jirsa and Norris (1982) studied the effects of
IMD on speech intelligibility in quiet using listen-
ers with sensorineural hearing loss, and also in
noise using listeners with normal hearing and with
sensorineural hearing loss. They found that high
levels of IMD occurring below 1000 Hz significantly
interfered with speech intelligibility for subjects
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with sensorineural hearing impairment listening
to sentences in quiet. From their results, they the-
orized that the upward spread of masking from
the introduced distortion interfered with high fre-
quency speech cues.

Both Teder (1990) and Hawkins and Naidoo
(1993) have hypothesized that some of the diffi-
culties mentioned by hearing aid users in noisy sit-
uations may be due to saturation-induced distortion.
Distortion products generated by circuit satura-
tion fill in the temporal structure of speech and
degrade the syllabic distinctions (Teder, 1993).
Since these additional products are frequencies
that are not present in the input signal, saturation
distortion is effectively generating masking noise.
This added “noise” can easily mask quiet speech
cues (Killion, 1993). A series of experiments by
Crain and Van Tasell (1994) showed that speech
reception threshold (SRT) became higher (i.e.
poorer) with increased levels of peak-clipping, es-
pecially when the level of clipping was greater
than 18 dB. The level of the clipping at which the
SRT was affected was also where the listeners
judged the sound quality to become unacceptable.
The authors concluded that the addition of distor-
tion products was responsible for these changes.

Using peak clipping as a method of output lim-
itation results in little reduction of intelligibility in
quiet, and articulation scores as high as 90% may
be obtained (Langford-Smith, 1960; Moore, 1982).
However, as several of the papers discussed above
have shown, intelligibility may be reduced by the
interaction and intermodulation of sounds when
competing noise is present.

Acceptable Levels of Distortion

Tolerable or acceptable levels of distortion in
hearing aids are hard to define. One reason that
this is difficult is that the perception of “good” or
“bad” depends on many factors, among them:

1. whether the distortion is primarily THD or
IMD,

2. the bandwidth of the sound to which the user
is listening,

3. the spectrum of the input sound (e.g. pure
tone versus speech versus music),

4. the levels of the harmonic components pres-
ent in the output sound, and

5. the order of the harmonics and how they
combine.

As an example of the potential significance of
differences in the composition of distortion, it has
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been claimed that crossover distortion of 0.01%
in a push-pull amplifier may sound worse than
10% THD due to soft peak clipping (Moller,
1978a; Moore, 1982). As another example, Killion
(1979) has stated that just-audible distortion lev-
els for musical and speech material are at least ten
times greater than just-audible distortion levels
for pure-tones.

Table 6, compiled from data presented in
Langford-Smith (1960), illustrates the effect of
bandwidth on listeners’ perceptions of THD. The
table shows that, as the bandwidth increases, the
percentage of THD that is perceptible, tolerable
and objectionable decreases. In all cases, a lower
percentage of distortion was noted for music than
for speech. The reasons for this were not given,
but can be hypothesized to be that, as the system
bandwidth is progressively limited, offensive har-
monics fall above the upper limit of the frequency
response of the system and become inaudible,
thus the tolerable percentage of distortion becomes
higher.

In general, the higher the bandwidth, the lower
the level of THD that is tolerated in high quality
audio equipment. Higher harmonics of odd-order,
such as the 7th, 9th, and 11th, are dissonant (Lang-
ford-Smith, 1960). A fraction of a percent of the
11th harmonic introduces noticeable harshness
(Scroggie, 1958). In hearing aids, though, most of
these harmonics are above the upper band limit
of the receiver and are inaudible. As an example
of the possible significance of the relative levels and
types of harmonics present in sound, Class B push-
pull output stages generally have lower levels of
THD than do the equivalent Class A output stages.
This is due to the cancellation of even-order har-
monics in the two sides of the Class B amplifier
(Agnew, 1988). However, even though the overall
measured level of THD may be lower in the Class

Table 6. Effects of bandwidth on the perception of
THD (compiled from Langford-Smith, 1960).

Bandwidth | Perceptible Tolerable Objectionable
3750 Hz | speech 1.5% | speech 8.8% | speech 12.8%
music  1.1% | music  5.6% | music 10.8%
5000 Hz | notrecorded | speech 5.2% | speech 8.8%
music  4.0% | music 6.0%
7500 Hz | speech 1.2% | speech 4.0% | speech  6.4%
music  0.9% | music 3.2% | music  4.0%
15,000 Hz | speech 0.9% | speech 1.9% | speech 3.0%
music 0.7% | music 1.4% | music  2.0%
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B output than in the Class A output, there are rel-
atively more odd harmonics present in the Class B
output, most of which tend to add dissonant and
irritating components to the sound. For further
insight into the complex relationship of harmonics
in sound, Handel (1993) offers a detailed descrip-
tion and explanation for the perception of har-
monic relationships as applied to music.

Permissible levels of distortion for a hearing
aid have not yet been clearly defined. Dillon and
Macrae (1984) have suggested that THD in hear-
ing aids should be less than 10%, and preferably
less than 5%. Killion (1988) has suggested that
maximum THD or IMD should be less than 2%
between 50 dB SPL and 90 dB SPL at the ear-
drum, but can be as high as 10% for sound levels
less than 50 dB and greater than 90 dB SPL. Lot-
terman and Kasten (1967) in a study of 367 new
hearing aid users, found that though most of the
hearing aids exhibited less than 10% distortion
across the frequency range, distortion levels of
greater than 20% were not uncommon.

Table 7 contains various opinions, gathered from
different sources within the literature, on the
amount of distortion that may be allowable in an
amplified signal. This table should be taken only
as a guideline, because descriptions of the condi-
tions and the types of distortion varied widely in
the original sources, thus making accurate com-
parisons difficult.

INTERNAL NOISE

The second part of this issue discusses internal
noise in hearing aids. Internal noise is considered
to be a form of distortion because internal noise is
an undesired product generated within hearing aids
that is audible at the output, though not present at
the input. Typically, this undesired sound is per-
ceived as an audible hiss produced by steady-state
broadband noise generated by the internal elec-
tronic circuitry.

Internal amplifier noise generated within any
audio system has always been looked upon as ob-
jectionable, since it adds undesired “coloration”
to the reproduced sound. Because in practice it is
not possible to realize a totally noiseless hearing
aid amplifier, it is important for the dispenser to
be aware of potential problems that can be associ-
ated with internal noise.

When discussing “noise” in hearing aids, a dis-
tinction must be made between internal noise and
external noise. Internal noise refers to noise gen-
erated by circuitry within the hearing aid that is
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Table 7. Opinions on the acceptability of distortion.

OPINION SOURCE

For high fidelity:
some types may be detected at 0.1% Moore (1982)
0.3% is detectable in a sustained tone | Ward (1970)
0.62% to 2.6% is just perceptible Shorter (1950)
less than 1% is good and may not be | Moore (1982)

noticed

Douglas-Young
(1981)

2% may be acceptable Ward (1970)
2% to 3% may not be noticed Moore (1982)
2% to 3% may not be objectionable Olson (1972)
2.3% to 3.7% is bad Shorter (1950)
3% may affect music Ward (1970)

4% may be allowable

Langford-Smith
(1960)

For hearing aids:

below 2% generally inaudible

Killion (1979)

should be less than 2%

Killion (1988)

3% is generally not noticeable

Agnew (1988)

preferably less than 5%

Dillon and Macrae
(1984)

below 6% is generally not
objectionable

Agnew (1988)

6% to 12% may not be objectionable

Killion (1979)

less than 10% is a good compromise

Cole (1993)

should be less than 10%

Dillon and Macrae

(1984)

audible to the user at the output. This noise is
present in the output of the hearing aids whether
or not there is any acoustic input. External noise,
by contrast, is noise generated outside the hearing
aids in the environment and which is picked up
and amplified by the hearing aids, in this way be-
coming audible to the user. Frequently these two
types of noise are confused by the hearing aid
user who simply complains that “these hearing
aids are too noisy”. It may well be that the hear-
ing aids themselves are not at fault, but that envi-
ronmental sounds that were previously below the
threshold of audibility are now being heard by the
user. Often such sounds consist of fan and air con-
ditioner noise; motor noise, such as from a refrig-
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erator; audible hum from fluorescent lights; dis-
tant traffic noises; or even garden noise, such as
the wind rustling the leaves on a bush or a tree.

When troubleshooting user complaints, one of
two easy methods may be used to distinguish be-
tween internal and external noise. One is to take
the hearing aid user into an audiometric sound
booth or anechoic room and ask if the perception
of the noise has diminished or disappeared. If the
user says “yes”, then the problem is due to an ex-
ternal noise source. Possibly this problem can be
helped through counseling to explain that these
sounds were present but previously not audible,
or by alteration of the amplification characteris-
tics of the hearing aid. A similar test may be per-
formed in any quiet room by temporarily blocking
the microphone port with putty. Again, if the ap-
parent noise disappears, then the noise source is
external. If the perception of the noise does not
diminish, then the source of the noise is internal
to the hearing aid. This type of unresolved noise is
the subject of this part of this issue.

In instances where the internal noise becomes
audible, the ambient environmental noise level
may be lower than the SPL output level of the in-
ternal noise. If the problem is due to internal
noise, it may only be audible to the user in very
quiet listening situations, such as in an audiomet-
ric sound booth or in a quiet bedroom. In envi-
ronments with higher noise levels, the ambient
noise may be enough to mask out any perception
of internal noise. For reference, some typical am-
bient sound levels that may occur in very quiet en-
vironments are listed in Table 8.

Table 8. Typical sound levels in quiet environments.

Source Sound level (dBA SPL)
Threshold of normal hearing in 7-10
mid-frequencies

Broadcast studio 15
Quiet forest 15-20
Quiet bedroom at night 25
Library, conference room 35
Private office 40
Suburban living room 45
Secretarial pool office 55
Normal conversational speech 65
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If internally-generated hearing aid noise occurs
at a very high level, it has three undesirable char-
acteristics:

1. its presence may be objectionable to the hear-
ing aid user,

2. its presence in the output may directly mask
weak speech sounds, and

3. the internal noise may interact with low level
input sounds to produce IMD products that
either sound undesirable or which further
mask desired low-level external sounds and
important speech cues.

The amount of degradation of speech cues will
depend on the level at which internal noise occurs
in the output of the hearing aid. If the internal
noise occurs at a high enough level, it may be
louder than some quiet segments of speech and
may directly mask out low level speech sounds,
thus degrading speech cues presented to the lis-
tener (Jirsa and Norris, 1982; Moore, 1986; Teder,
1993). Fielder (1985) has stated that noise with
energy concentrated in the region from 1000 Hz
to 3000 Hz tends to produce the most effective
masking. Even if the internal hearing aid noise
does not occur at a level high enough to disrupt
communication, many listeners object to its pres-
ence as a distracting audible artifact when in a
quiet listening situation.

SOURCES OF INTERNAL CIRCUIT NOISE
Inherent Noise at the Component Level

Most inherent electronic noise in hearing aid
amplifiers is generated by components which am-
plify, such as transistors and integrated circuits.
Other components in a hearing aid amplifier, such
as resistors and capacitors, are also capable of
generating electronic noise, but are not as signifi-
cant a factor in the overall noise level. Details of
the physics of semiconductor noise generation are
not appropriate for this discussion; however, the
generation of inherent electronic circuit noise can
be categorized into three different types: (a) white
noise produced by thermal and shot mechanisms,
(b) burst noise, and (c) flicker noise (Fish, 1994).

Thermal noise and shot noise have different
physical mechanisms, but both produce white noise,
which sounds like a constant low-level hiss in the
output of the hearing aid. Burst noise (also known
as popcorn noise) adds audible sounds that are in-
termittent popping or crackling noises. This is a
particularly objectionable type of noise, because
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of its intermittent nature and abrupt onset.
Flicker noise is a random noise that is inversely re-
lated to frequency and, because of this, is also com-
monly known as 1/f noise (pronounced “one-over-
eff” noise). Flicker noise produces its highest out-
put level at low frequencies, sometimes within the
lower end of the audio frequency amplifying
range. Because most sensorineural hearing losses
result in hearing at low frequencies within normal
limits, the low frequency content of 1/f noise may
be high enough to become audible to the wearer
of a hearing aid. Unfortunately, modern integrated
circuits fabricated with complementary metal ox-
ide semiconductor (CMOS) integrated circuits can
have 3 to 10 times higher equivalent input noise
than the same circuits implemented with low-noise
bipolar devices (Gregorian and Temes, 1986).

Resistors are also a source of inherent noise in
electronic circuits. The larger the electrical size of
the resistor, the more noise it may produce. Resis-
tors generate thermal and flicker noise. In prac-
tice, inherent noise generated by modern film and
diffused resistors is small when compared to that
generated by other semiconductor devices. Ca-
pacitors should ideally be noiseless; however, real
capacitors effectively have parasitic series and
parallel resistors associated with them. The paral-
lel resistor, which is the theoretical capacitor equiv-
alent of electrical leakage, produces thermal noise.
The series resistor is a source of both thermal and
flicker noise. In practice, capacitor noise is also
negligible when compared to other inherent noise
sources in the circuit.

Inherent Noise at the System Level

Internal noise can occur at several places in a
hearing aid. Though inherent noise is generated
by all semiconductor devices, the effect of a par-
ticular device on the overall output noise level of
the amplifier may vary, depending on the type
and location of the noisy device in the signal path-
way. Noise generated at the beginning of the sig-
nal path will be amplified more than noise at the
end of the signal path. Also the level of the per-
ceived noise will vary, depending on the particu-
lar setting of the gain control and on how much
noise is generated before and after the gain con-
trol in the signal path. The spectrum of the noise
may be modified by the frequency response set-
tings of the hearing aid, depending on the location
of the dominant source of noise in the circuit.

The practical result of the generation of inter-
nal noise in hearing aids is the production of a
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broad band of noise that is spectrally modified by
the internal frequency response characteristics of
the hearing aid, and dominated by the acoustic
frequency response and passband of the receiver.
Thus the long-term spectrum of the internal noise
of a hearing aid has essentially the same shape as
its acoustic frequency response, but occurs at a
much lower level. An example of a typical long-
term spectrum of internal hearing aid noise, as
measured in a 2 cm® coupler and averaged over
100 samples, is shown in Figure 15. This figure
shows that the noise delivered to the listener con-
sists of broadband noise that is low-pass filtered
by the receiver characteristics.

Different hearing aids may produce different
internal noise spectrum, depending on the partic-
ular amplifier used and the frequency response
prescribed. Figure 16 shows an acoustic measure-
ment of the broadband noise generated by two
different linear hearing aids and illustrates the ef-
fects of different amplifier designs on noise per-
formance. Each hearing aid had the same gain,
SSPL90 and frequency response and used the
same microphone and receiver. It can be seen that
the internal noise generated by one of the amplifi-
ers occurs at a considerably higher level and had a
different spectrum than that of the other. Agnew
(1988) showed similar graphs for the inherent elec-
trical noise generated by two bipolar integrated
circuits from two different manufacturers of hear-
ing aid amplifiers.

The following paragraphs will describe internal
noise as it relates to the location of the noise
source in the signal path. Figure 17 contains a dia-
gram of the blocks that will be discussed.

Inherent noise generated within the microphone
is amplified by the gain of the hearing aid. Thus,
inherent noise generated by the microphone plays
a significant role in total output noise. Typical

OUTPUT LEVEL (dB SPL)
o
S
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FREQUENCY (H2)

Figure 15. Example of a noise spectrum measurement
of the internal noise of a hearing aid with 40 dB of gain.
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OUTPUT LEVEL (dB SPL)

FREQUENCY (Hz)

Figure 16. Acoustic output noise measured for two
hearing aids with the same ANSI specifications, but us-
ing different amplifiers.

equivalent input noise figures for modern electret
microphones are about 23 dB to 27 dBA SPL,
though some newer models of microphone are 2
dB to 3 dB quieter. In electrical terms this relates
to about 5 wV to 6 wV rms of output noise. In ab-
solute terms, the microphone would seem to be a
very small source of noise. However, since this
noise occurs at the beginning of the signal amplifi-
cation pathway, by the time that it is amplified
and appears at the output it becomes significant in
relative terms compared to other inherent sources
of noise present in the circuit.

Careful design of the preamplifier input stage
is particularly important in order to minimize noise
generated at the beginning of the signal path.
Electrical equivalent input noise (EIN) of a well-
designed analog amplifier is about 2 wV rms.
Electrical EIN is a theoretical figure that repre-
sents what the input noise level would be if it is as-
sumed to be a single electrical noise source placed
at the input to a noiseless amplifier. This figure is
calculated by measuring the level of the electrical
output noise and then by dividing this figure by
the gain of the amplifier. For a microphone with
an inherent noise level of about 5 WV, the micro-
phone noise is then about 8 dB higher than pream-
plifier noise at an EIN level of 2 wV. Thus, the mi-
crophone is typically the dominant noise source in
hearing aids. Frequency shaping may or may not

FREQUENCY
SHAPING

PREAMPLIFIER OUTPUT AMPLIFIER

GAIN
CONTROL

MICROPHONE RECEIVER

Figure 17. Generic block diagram of a hearing aid, for
reference in the discussion of saturation distortion.
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be incorporated into the preamplifier. Since this
function may also occur later in the signal path, it
is not as significant for noise performance as the
preamplifier input stages.

The output noise level of the microphone basi-
cally determines the lower end of dynamic range
of the hearing aid, because the level of this noise
limits the amplification of low level sounds. Stated
another way, if the equivalent input noise level of
the microphone is 25 dBA SPL, then any incom-
ing sound below 25 dB SPL will be lower than the
noise of the microphone, thus making the effec-
tive low limit of amplification 25 dB SPL. As dis-
cussed in the section on saturation distortion, the
supply voltage limits the maximum level of a sig-
nal that may be amplified by linear hearing aids.
If this maximum level is the equivalent of 85 dB
SPL, the dynamic range of these hearing aids, or
the range over which the hearing aids will amplify
above the noise and below the saturation level,
will be 85 dB minus 25 dB, or 60 dB. If the maxi-
mum signal is 85 dB and the noise level is 25 dB,
then the maximum possible signal-to-noise ratio
(SNR) is 60 dB. This occurs whether the hearing
aids are analog or digital.

Figure 18 compares the approximate dynamic
range of the ear, a typical linear hearing aid, a
compact disc (CD), and analog tape. In all cases
the dynamic range is limited by inherent noise at
the lower end, and by system saturation and dis-
tortion at the upper end. This concept also applies
to the human ear, which is limited by inherent bi-
ological noise on the low end of its listening range,
and by biological and biomechanical overload at
the upper end.

Settings of the volume control (see Figure 17)
can affect the amount of noise perceived in the
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Figure 18. Approximate dynamic range of the ear, a
typical linear hearing aid, a compact disc (CD), and an-
alog tape.
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output of the hearing aid. One distinct condition
occurs when the gain control is fully on; the other
when the gain control is fully off. With the gain
control fully on, noise generated in the early stages
of the signal path, including the microphone, will
be amplified and presented to the user at the out-
put. With the gain control in the fully off position,
the microphone, preamplifier and frequency shap-
ing are effectively isolated from the output ampli-
fier and the noise from the early sections of the
signal path will be completely attenuated and will
not be audible. The noise will be only that gener-
ated by the output amplifier. In order for the hear-
ing aids to appear quiet in this second condition, it
is important for the gain and noise of the output
amplifier to be carefully controlled.

The gain control itself does not act as an inher-
ent noise source. However, transient bursts of
noise may sometimes be audible when rotating
the control, due to the mechanical movement of
the wiper on the resistive element. Today this is
true typically for older carbon-type gain controls
or to gain controls with defective elements. Mod-
ern metal-film gain controls tend to be very quiet
in operation. Digital gain controls do not have
any moving mechanical resistive elements to cre-
ate noise. However, reports are occasionally heard
of click sounds occurring in the output of particu-
lar hearing aids when the control switches between
gain steps.

A well-designed output amplifier (see Figure
17) will add very little noise to the total noise of
hearing aids. If the receiver is a passive compo-
nent, it merely acts a transducer for electrical to
acoustic energy conversion, and does not actively
contribute any inherent noise to the total system
noise. Integrated Class D receivers are different,
because they contain an active amplifier inside
the receiver housing (Carlson, 1988). Class D re-
ceivers operate via pulse-width modulation, which
requires internal analog-to-digital (A/D) conver-
sion which may introduce additional sources of
noise. For example, the Class D receiver circuit
incorporates a clock to produce timing pulses for
synchronization. Clock jitter or other non-lineari-
ties that result in slight inconsistencies in the posi-
tioning of the pulses, will have the effect of adding
additional noise to the conversion process and
thus raising the overall noise level.

With the introduction of digital hearing aids,
many dispensers assume that digitizing the signal
will eliminate all internal hearing aid noise, simi-
lar to the lack of noise when playing back music
from pre-recorded compact discs. This may turn
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out to be true, but in these early stages of intro-
duction may be an optimistic assumption. Digital
hearing aids still contain the same microphones as
are contained in analog hearing aids. As discussed
earlier, the microphone is usually the dominant
noise source in hearing aids, thus the overall in-
herent dynamic range of the system should not be
expected to improve beyond that of quiet analog
hearing aids. In addition, there is still usually some
analog amplifying circuitry in digital hearing aids,
at least at the beginning of the signal path, that
could again be a major contributor to the overall
circuit noise.

There are additional sources of internal noise
in digital hearing aids that are not found in analog
hearing aids. For example, the A/D converter is
an inherent noise source that occurs at the begin-
ning of the signal path. The conversion process
may also introduce additional sources of noise
due to quantization error, clock jitter, round-off
errors, and granulation noise. A detailed discus-
sion of these problems may be found in Pohlmann
(1992). These potential noise sources must be
minimized during the design of the circuit in order
to keep the overall noise at an acceptable level for
the user.

It may, however, be possible to reduce the
perception of internal noise in DSP hearing aids
through sophisticated signal processing techniques.
For example, it may be possible to reduce the gain
or perform some type of DSP squelch function to
reduce the perception of noise during periods
when there is no input signal.

MEASUREMENT OF INTERNAL NOISE
Measurement Methods

Acoustic noise is usually specified by one of
four general measurement methods:

1. weighted noise, measured typically as an
A-weighted measurement and stated as a
single figure for the total spectrum,

2. the complete noise spectrum, displayed as a
graph,

3. the one-third octave noise spectrum, displayed
either as a bar graph or as a chart with a se-
ries of numbers, or

4. equivalent input noise EIN, stated either as
a single figure for the total spectrum or at
1/3 octave frequencies.

These measurements may be made with the
gain control turned to the full-on position, to the
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full-off position, or any position between (such as
the reference test gain position), depending on the
desired hearing aid setting. Internal noise mea-
surements are made with no input signal.

These four measurement methods are generic
and may be used for any type of noise at any hear-
ing aid setting. In addition, there are methods for
measuring hearing aid noise with specific control
settings that are detailed in ANSI (1996) and IEC
(1983a; 1983b). Annex C of ANSI (1996) describes
an optional method of specifying the hearing aid
output noise spectrum and EIN in 1/3-octave
bands.

The simplest method of expressing internal hear-
ing aid noise is with a weighted noise figure. To
obtain the measurement, the hearing aid is con-
nected through the appropriate coupling to a sound
level meter that has an attached 2 cm3 coupler or
ear simulator (e.g., Zwislocki or IEC-711 coupler).
The measurement coupler used will usually be
stated along with the measured noise value be-
cause the type of coupler used will affect the value
of the measurement due to differing frequency re-
sponses of couplers. In addition, a Zwislocki ear
simulator has a smaller effective internal volume
which will raise the overall measured sound pres-
sure as compared to the 2 cm? coupler. If no cou-
pler is stated, probably a 2 cm> coupler can be as-
sumed. The value given will also be stated as either
A-weighted or C-weighted. These standardized
weighting factors will affect the obtained measured
level because of their effect on the frequency re-
sponse of the measurement. Information on weight-
ing filters and their application to sound level
measurements may be found in any standard text
on acoustic measurement, such as Broch (1971).

A more-complete method of specifying inter-
nal noise performance is with a noise spectrum
measurement. This is performed by attaching the
hearing aid to a measuring microphone with a 2
cm? coupler or ear simulator and then plotting the
resulting frequency spectrum with a tracking filter
or a spectrum analyzer. Such a graph has been
shown in Figure 15.

One-third octave noise measurements are simi-
lar to noise spectrum measurements. The mea-
surement is made by attaching the hearing aid,
through a 2 cm® coupler or ear simulator, to a
spectrum analyzer or to a sound level meter which
has the capability of measuring the spectrum in
1/3-octave bands. The internal noise level is then
measured and recorded in each 1/3-octave band.
The results of such a measurement are shown in
Figure 19, which was made on the same hearing
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Figure 19. Example of 1/3-octave measurement of the
internal noise of a hearing aid, showing values for the
hearing aid measured in Figure 15.

aid measured in Figure 15. For reference, Table 9
lists preferred center frequencies and band limits
for 1/3-octave passbands.

Equivalent Input Noise EIN

The preceding three noise measurements are
absolute noise measurements. The level of the
noise is recorded in decibels SPL. The EIN figure
is a different type of noise specification because it
is a relative figure. The EIN figure is calculated by
subtracting the gain of the hearing aid from the
measurement of the acoustic output noise. EIN
figures may be calculated either for the total spec-
trum or in 1/3-octave bands.

The specification for internal noise provided
on hearing aid data sheets is the EIN level or L,
measured according to the ANSI standard method
(ANSI, 1996). For a linear hearing aid, this figure
is obtained from the formula:

L,=L,~ (L, — 60)dB

where L, is the sound pressure level of the in-
ternal noise in decibels, measured in a 2 cm? cou-
pler by removing the input signal and measuring
the output due to the inherent noise within the
hearing aid. L,, is the mean sound pressure level
in decibels in the coupler, measured with pure
tone input signals of 60 dB SPL at 1000, 1600, and
2500 Hz. Both measurements are made with the
hearing aid gain control set to the reference test
gain position.

ANSI standard S3.22 (1996) notes that for AGC
hearing aids this computation method may be mis-
leading. The presence of an input signal may cause
the gain to decrease while measuring the refer-
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Table 9. Preferred 1/3-octave passbands.

Center Frequency Lower Limit Upper Limit
(Hz) (Hz) (Hz)
160 141 178
200 178 224
250 224 282
315 282 355
400 355 447
500 447 562
630 562 708
800 708 891
1000 891 1120
1260 1120 1410
1600 1410 1780
2000 1780 2240
2500 2240 2820
3150 2820 3550
4000 3550 4470
5000 4470 5620
6300 5620 7080
8000 7080 8910

ence test gain, then to increase again when mea-
suring the noise with no input signal, thus provid-
ing a misleading EIN value. For example, measuring
a compression hearing aid that has a low knee-
point may result in an artificially high EIN value.
This is because the gain under these conditions is
highest for no input sound, thus the value for L, is
very high, while L,, is low because the compres-
sion is active when measuring the gain value to
use in the formula for L,,. Thus the EIN figure
may not be indicative of performance on the user.

Another situation in which a misleading EIN
figure may be observed is with an unusual hearing
aid frequency response, such as one with amplifi-
cation only in the very high frequencies and very
little amplification at the frequencies used to cal-
culate L,,. This again may result in an artificially
high EIN figure that does not accurately reflect
internal noise levels perceived during hearing aid
use. In this situation the measurement should be
performed using special purpose average (SPA)
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frequencies instead of the standard frequencies
(ANSI. 1996).

The purpose for calculating an EIN figure is to
allow a comparison of the inherent circuit noise of
two hearing aids independent of the gain of the
hearing aids. A high gain hearing aid will have a
higher absolute level of output noise than will a
low gain hearing aid. Thus, by subtracting the gain,
a comparison may be made between hearing aids
without the influence of gain.

IEC (1983a; 1983b) standards for the measure-
ment of hearing aid electroacoustic characteristics
calculate EIN in a similar manner, except that
only 1600 Hz is used to calculate the hearing aid
gain. A method for calculating equivalent input
noise in 1/3-octave bands is also described in these
standards.

All of the above measurements should be made
with regard to the appropriate measurement envi-
ronment. The levels of internal noise are typically
so low that any competing noise in the environ-
ment can influence the measurement. As a rule of
thumb, the noise floor during the measurement
should be more than 10 dB lower than the level of
the measurement being made. Thus after the de-
sired hearing aid noise measurement is made, the
noise measurement should be repeated with the
hearing aid battery removed in order to deter-
mine the influence of ambient noise in the test en-
vironment. The observed noise level should be at
least 10 dB lower than the noise level measured
from the hearing aid in order to consider the mea-
surement to be uncontaminated by ambient noise.
Armstrong (1995) has further described some of
the complexities of specifying and understanding
internal circuit noise in hearing aids.

THE PERCEPTION OF INTERNAL NOISE

Very little has appeared in the literature con-
cerning the audibility and perception of internal
circuit noise by hearing aid users. The ANSI stan-
dard S3.22 (1996) describes a method for calculat-
ing a single-figure EIN level for a hearing aid. How-
ever, because this is intended to be a quality control
standard for hearing aid manufacturing, no attempt
is made to relate this calculated noise figure to clin-
ical or psychoacoustic effects. The standard adds, as
optional method in Annex C, a method for calcu-
lating 1/3-octave output noise measurements and
1/3-octave EIN levels. Although the data obtained
could be useful in terms of overall noise perception
for the wearer of the hearing aids being measured,
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no attempt is made in the standard to relate these
measurements to psychoacoustic or clinical effects.
The corresponding section of the IEC hearing aid
measurement standard is essentially the same (IEC,
1983a).

There are two difficulties with relating EIN to
perception. First, the hearing aid wearer does not
listen to a single EIN figure, but to absolute out-
put noise. Thus the higher the output noise, the
more likely the wearer is to hear the noise. To
counteract this, high gain hearing aids will nor-
mally only be fitted on users with severe hearing
losses, thus the higher output noise associated
with the higher gain hearing aids may not be per-
ceived by the users.

The second difficulty is that a single figure
noise measurement does not take into account the
spectral shape of the internal noise. The same sin-
gle EIN figure may be obtained from two hearing
aids though the noise spectra may be quite differ-
ent. Agnew (1996a) has shown that internal cir-
cuit noise becomes audible when a 1/3-octave band
of noise reaches the user’s audiometric threshold
at a particular frequency. Thus for two different
hearing aids with the same single EIN figure, but
different spectra, one may be audible and one
may not, depending on the spectra and the config-
uration of hearing loss involved. This will be dis-
cussed further below.

Dillon and Macrae (1984), and Macrae and
Dillon (1986) have described a criterion for maxi-
mum equivalent input noise of hearing aids, based
on an acceptable SNR in 1/3-octave bands. The
specification was derived from measurements of
noise deemed to be acceptable to hearing aid
wearers when listening to a speech signal with a
long-term level of 65 dB SPL. The criterion may
be relaxed for hearing aids with high gain be-
cause, as described above, the internal noise will
probably be below the threshold of audibility for
individuals with severe hearing losses. Further work
reported by Macrae and Dillon (1996) specified a
variation of allowable noise according to the cou-
pler gain of the hearing aids, with a caution added
that the values relate to hearing aids with linear
amplification and not to hearing aids with wide
dynamic range compression (WDRC). While pro-
viding useful information for hearing aid specifi-
cations, these data were based on an acceptable
SNR with a speech input present. The criteria de-
scribed do not apply to the situation where inter-
nal circuit noise from hearing aids alone is the
stimulus. In practice, hearing aid users may com-
plain of internal circuit noise when there is no ad-
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ditional external sound present to mask the inter-
nal noise.

Stuart (1994) has presented a review of the un-
derlying psychoacoustic mechanisms of noise de-
tection and threshold phenomena, and contrasted
various measures of human auditory frequency
selectivity. The discussion related to normal hear-
ing and a method of modeling the human auditory
process, and was not extended to listeners with
hearing impairment. Killion (1976) has compared
the noise level of a subminiature research hearing
aid microphone to the internal noise of the human
ear. However, no attempt was made to study the
audibility of the microphone noise.

Other reported research efforts in the investi-
gation of the effects of noise have concentrated
primarily in the area of speech understanding in
environments with noise external to the hearing
aid. That is not the intent of this discussion. The
intention here is to better understand the percep-
tion of internal noise.

Audible and Objectionable Levels of
Internal Noise

It is a complex problem to specify reasonable
levels of internal noise performance because the
user of hearing aids has impaired hearing. Low
levels of internal noise that are audible to a lis-
tener with normal-hearing may be inaudible to a
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listener with a hearing impairment if the levels are
below auditory threshold. However, as the inter-
nal noise level increases, it eventually exceeds the
listener’s raised hearing threshold and becomes
audible. As the internal noise becomes even louder,
at some level it will become distracting and objec-
tionable. This increasing excessive noise may be
more than objectionable, but may eventually be dis-
ruptive to the ability to understand desired speech
communications.

A simplified diagram showing the pathway of
hearing aid noise from internal generation within
the hearing aid to the auditory cortex is shown in
Figure 20. The top line of the figure (row A),
reading from left to right, outlines the sequence of
the major components of the signal path. This
shows a progression of the internal circuit noise
from its generation in the hearing aid, through
amplification and conversion to an acoustic noise
by the receiver to the ear. Then the noise is cou-
pled to the external ear, passes to the cochlea and
to the auditory cortex.

As the noise passes through this electronic,
acoustic and biological pathways, it is modified by
various transfer functions. The pictorials in Figure
20 simplistically illustrate these transfer functions
(row B) and the resulting effect on the signal (row
C). In this simplified viewpoint, the internal noise
is idealistically depicted as being due to a noise
generator at the beginning of the pathway. In prac-
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Figure 20. Simplified schematic representation of the perception of internally-generated hearing aid noise traveling
from the amplifier noise source to the auditory cortex. Row A illustrates the signal path, row B represents the trans-
fer functions of the components of the signal path, and row C represents the effect of the transfer functions on the

noise.
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tice this is a fairly accurate representation because,
as mentioned earlier, the dominant noise source
in hearing aids is usually the microphone. As shown
in Figure 17, the microphone is connected to the
input of the preamplifier, which usually has lower
inherent noise levels than the microphone. The
hearing aid amplifier frequency response is shown
in row B of Figure 20 as being flat except in the
extreme low and high frequency regions. In prac-
tice, there is additional frequency response shap-
ing in order to compensate for the specific hearing
loss of the user. Spectral shaping of the noise is
also strongly affected by the transfer function of
the receiver, which typically acts as a low-pass fil-
ter with a peak around the roll-off frequency, as
shown in Figure 15.

After being amplified, hearing aid circuit noise
is converted by the receiver into a sound in the ex-
ternal ear. As the sound passes into the cochlea,
perception for the user is modified by the hearing
loss of the listener, exemplified in Figure 20 as an
audiogram with a high frequency sensorineural
hearing loss. This loss results in a lowered sensi-
tivity to high-frequency sounds. Thus, the low fre-
quency components of the noise may be audible,
whereas the high frequency components may fall
below the listener’s threshold of hearing. Finally,
the sound is perceived by the listener as though
presented through a parallel bank of overlapping
level-dependent filters with a bandwidth equiva-
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lent to critical bands (Fletcher, 1940). Critical
bands are roughly 1/3-octave in width over a fairly
wide frequency range (Moore, 1982), though this
approximation of critical bands by 1/3-octave fil-
ters is only acceptable above about 300 Hz
(Zwicker and Fastl, 1990).

Agnew (1996a) described a study that related
the audibility of internal hearing aid circuit noise
to the hearing thresholds of eight listeners with
moderate hearing losses. While listening to a hear-
ing aid that produced a level of internal circuit
noise that could be varied, each participant in the
study was asked to adjust the level of the noise
and then indicate the level at which internal cir-
cuit noise just became audible to them. Following
this judgment, the spectrum of the noise was mea-
sured in 1/3-octave bands at the chosen setting.
Then the audiometric thresholds of the listener
were converted to the corresponding SPL values
and were superimposed on the individual graph of
1/3-octave bands of noise. This showed that the
internal hearing aid noise became audible when
the audiometric threshold of the listener in SPL
was reached by any one 1/3-octave band of noise.
Figure 21 shows data from one typical test sub-
ject. Figure 21a shows the audiogram. Figure 21b
shows the audiometric loss converted to SPL values,
then plotted on the same graph as the 1/3-octave
noise from the hearing aid, at the level that the
noise just became audible to the subject. The line
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(b) SPL audiogram superimposed on the
1/3-octave noise of the hearing aid

Figure 21. Example of plotting the SPL audiogram on 1/3-octave band measurements of output noise from a hearing

aid.
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connecting the solid squares is the audiometric
threshold converted to SPL and the open bars are
the noise of the test hearing aid measured in 1/3-
octave bands. This graph shows that the noise has
become audible where the hearing aid noise level
is such that the 1/3-octave band at 1000 Hz has
reached the level of the audiometric loss.

Agnew (1997b) also measured the level of in-
ternal hearing aid noise that was perceived to be
objectionable by eight listeners with moderate
sensorineural hearing impairments. The descrip-
tor “objectionable” was defined for the purposes
of this study as the level of noise that the subject
felt would be unpleasant to listen to for an ex-
tended period of time. The results showed that
noise levels between 4 dB and 15 dB (mean value
8.8 dB) above the 1/3-octave audible level became
objectionable to the listeners. This was similar to
the earlier study reported by Agnew (1996a), which
concluded that a mean noise level of about 10 dB
above the audible level started to become objec-
tionable to the test subjects. However, because
the measured level had a wide variation, it was
theorized that the descriptor “objectionable” was
subject to wide interpretation by different individ-
uals and was not a reliable measure of the per-
ceived level of annoyance.

Pitch and Level of Audible Internal Noise

Agnew and Block (1997) commented that re-
ports on the perception of internal circuit noise
received from hearing aid users were not consis-
tent. Though the characteristics of inherent hear-
ing aid amplifier noise can be measured objec-
tively, wearers differ in their subjective reporting
of the perceived pitch and loudness of the noise.

The fundamental physical attributes of a steady
tonal sound are the frequency, the intensity and
the duration (Handel, 1993). The corresponding
psychoacoustic attributes that make up the per-
ception of a sound are the pitch, the loudness and
the duration of the sound. Beyond these three,
there is a residual combination of sensations that
is commonly collectively called timbre (Zwicker
and Fastl, 1990). Timbre has been defined as “that
attribute of auditory sensation in terms of which a
listener can judge that two sounds having the same
loudness and pitch are dissimilar” (Moore, 1995).
Timbre depends on both spectral and temporal
aspects of sound, and involves tonality as well as
more nebulous sensations, such as “roughness”,
“sharpness” and “sensory pleasantness” (Zwicker
and Fastl, 1990). Differing perceptions of timbre
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may well contribute to differing degrees of annoy-
ance in different individuals listening to the same
hearing aid circuit noise.

Agnew and Block (1997) performed a study to
determine whether or not the auditory percep-
tions of internal circuit noise had characteristics
that could be associated with a quantifiable physi-
cal variable. Four listeners with normal hearing
matched their perceptions of the pitch and loud-
ness of the noise from five ITE hearing aids to 1/3-
octave bands of noise. An analysis of the results
according to the method of Agnew (1996a) con-
firmed that the listeners found the noise to be au-
dible for all test conditions by superimposing the
listeners’ audiograms converted to SPL values onto
the 1/3-octave band measurements of hearing aid
noise. The loudness of the hearing aid noise was
quantified by perceptually matching the perceived
loudness of the noise to the intensity of the 1/3-
octave bands of noise. Subsequent measurement
of the noise with a sound level meter showed a
reasonable match of between perceived and mea-
sured values.

Although the hearing aid noise delivered to the
listeners was broadband in nature, the listeners
matched the perceived pitch of the noise most of-
ten to the frequency of their most sensitive hear-
ing. Egan and Meyer (1950) and de Boer (1962)
have speculated that the area on the basilar mem-
brane that has the highest SNR determines the
perception of the pitch of a sound. Since the high-
est SNR should occur at the frequency of the most
sensitive hearing, it would be expected that this
would result in a pitch-match at this frequency. This
concept is also reasonable in light of modern loud-
ness models based on excitation patterns (Zwicker
and Fastl, 1990; Humes, 1994; Moore, 1995).

Acceptable Levels of Internal Noise

Although ANSI (1996) and IEC (1983a; 1983b)
specifications describe how to measure the EIN
figure, neither standard specifies any recommended
suitable figure or allowable maximum EIN for
hearing aid noise. When evaluating EIN, the noise
performance of the hearing aid is assumed to be-
come better as the calculated L, figure becomes
smaller. The EIN of most hearing aids is mea-
sured to be between about 24 dB and 28 dB. Some
hearing aids may be lower; some may be higher.
A typical maximum-allowable figure used by man-
ufacturers is an EIN figure of 30 dB. Sweetow
(1990) reported that one manufacturer considered
an EIN of greater than 35 dB to be unacceptable
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for a Class A linear hearing aid. Kuk (1996) states
that an EIN of below 25 dB is an acceptable
value; but that EIN may exceed 30 dB for some
programmable hearing aids.

In general, internal noise tends to reach levels
that are objectionable to the listener for hearing
aids with EIN figures of over about 30 dB. How-
ever, this guideline is not always useful. For exam-
ple, because power hearing aids have very high
gain, the calculated EIN may be quite low while
the absolute noise may be very high. Depending
on the configuration and severity of the hearing
loss, the user may or may not perceive internal
noise to be present. Also, for users with hearing
losses that drop sharply in the high frequencies,
hearing aids with low EIN figures may still be ob-
jectionable because the hearing ability is often
normal in the low frequencies and thus the noise
is audible to the user.

CONCLUSIONS

Though there is still controversy about any de-
finitive links between distortion and intelligibility
or distortion and sound quality, there are a few
generalizations that can be made. It can be rea-
sonably concluded that high levels of distortion
will affect sound quality by transforming pleasant
sounds into those that are unpleasant for listen-
ing. In many cases extended periods of listening
to these distorted sounds will be fatiguing for the
listener.

Distortion can also affect intelligibility. Highly-
distorted sounds generally remain intelligible in
quiet, though the sound quality will probably be
unpleasant. However, the addition of noise, whether
it is internal circuit noise, external environmental
noise, or other forms of distortion, can significantly
reduce the intelligibility of speech.

Finally, high levels of internal circuit noise can
be objectionable for a hearing aid user in a quiet
listening situation. If loud enough, this noise can
disrupt intelligibility, either through direct mask-
ing of low level sounds or through the creation of
additional noise products.
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